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Objective: The aim of the current study was to deter-
mine the effects of gadolinium contrast agent on right 
(RV) and left ventricular (LV) volumetric, aortic flow 
and pulse wave velocity  (PWV) quantification using 
manual, semi-automatic and fully  automatic analysis  
techniques.
Methods: 61 participants free from known cardiovascular 
disease were recruited. Cardiac MR was performed on 
a 3 T scanner. A balanced steady-state free precession 
stack was acquired of the ventricles with phase contrast 
imaging of the aorta performed pre- and post-adminis-
tration of 10 ml 0.5 mmol ml−1 gadoterate meglumine. The 
images were analysed manually, and using a semi-auto-
mated and a fully automated technique.
Results: 54 completed the study. Gadolinium-based 
contrast administration significantly increase the 
signal-to-noise ratio (pre:  830 ± 398 vs  post:  1028 ± 
540, p = 0.003) with no significant change in contrast-
to-noise ratio (pre:  583 ± 302 vs  post:  559 ± 346,  

p = 0.54). On LV analysis, post-contrast analysis yielded 
significantly higher end systolic volume (54 ± 20 vs 
57 ± 18 ml, p = 0.04), and lower ejection fraction (59 ± 
9 vs 57  ±  8%, p = 0.023). On RV analysis, gadolinium 
contrast resulted in no significant differences. Similar 
results were seen using the semi-automated and 
fully-automated techniques but with a larger magnitude 
of difference. Conversely, using both manual and soft-
ware analysis aortic flow and PWV quantification proved 
robust to the effects of contrast agent producing only 
small non-significant differences.
Conclusion: Gadolinium contrast administration signif-
icantly alters LV endocardial contour detection with 
this effect amplified when using semi-automated anal-
ysis techniques. In comparison, RV and PWV analysis is 
robust to these effects.
Advances in knowledge: Contrast administration alters 
LV quantification but not flow analysis. However, these 
differences are small.
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IntRODuCtIOn
In recent years, cardiac MRI has played an increasingly inte-
gral role in the assessment of cardiovascular health and func-
tion with important implications for both diagnostic and 
quantitative evaluation purposes.1–3 Due to its high repro-
ducibility, cardiac MR is considered the gold standard for 
the non-invasive quantification of both anatomical param-
eters such as myocardial mass, and functional parameters 
including ventricular volumes and aortic flow.4–6 Accurate 
quantification of these parameters is essential given the 
proven predictive capability for morbidity and mortality in 
patients suffering from coronary artery disease, cardiomyop-
athies and beyond.7–9 Similarly, the importance of MRI quan-
tification of aortic stiffness using arch pulse wave velocity 

(PWV) has become increasingly prominent due to its ability 
to directly assess the central aortic stiffness rather than using 
peripheral substitutes.10–12

The use of gadolinium-based contrast agents in cardiac MR 
(CMR) has become a common place due to its use in the 
detection, characterization and quantification of myocardial 
scarring.13–15 Due to the need to wait 10 min after contrast 
administration to acquire late gadolinium enhancement 
sequences, acquisition of short axis cine images and aortic 
flow sequences are frequently obtained after the initial 
injection of gadolinium contrast to maximize the utiliza-
tion of the scanner time and minimize downtime. However, 
without exception normal reference ranges for ventricular 
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Figure 1. Mid ventricular end-diastolic short axis cine images 
acquired (a) pre-  and (b) post-administration of contrast.

quantification have been published based on sequences obtained 
without contrast agent.16 A literature search on the effects of 
contrast agents yielded conflicting results with some studies 
showing no changes in ventricular parameters before and after 
contrast administration while others reported a significant 
impact up on left ventricular (LV) quantification.17–19 In light of 
the small cohorts and the lack of right ventricular (RV) analysis 
within said studies, the validity of comparing values obtained 
after the administration of gadolinium-based contrast agents 
with non-contrast sequences is potentially questionable.

The effects of contrast agents on PWV analysis are similarly 
unknown. Furthermore, there is no evaluation of the effects 
of contrast agents on contour detection software, which are 
commonly used for post-processing purposes. Thus, to better 
delineate the effects of contrast agents on cardiac MR-based volu-
metric and flow quantification, this study aims to: (i) assess the 
effects of contrast agent on both LV and RV stroke volume (SV), 
end-systolic volume (ESV), end-diastolic volume (EDV), ejection 
fraction (EF) and left ventricular mass (LVM); (ii) to determine 
the effects of contrast on aortic flow and PWV measurements; 
(iii) to compare the effects of gadolinium contrast on these 
measures obtained using manual and automated techniques.

MethODS AnD MAteRIAlS
Study population
The study recruited 61 study participants (mean age: 66.1 ± 9.0, 
51.9% male, body mass index 27.9 ± 5.2 kg m–2) free from clin-
ically apparent cardiovascular disease from the general popu-
lation, following advertisement of the project in a University 
distributed newsletter. All images were reviewed and screened 
for evidence of regional wall motion abnormality or remodelling 
by an experienced radiologist, as well as careful analysis of EF 
to ensure absence of silent ventricular systolic dysfunction. All 
participants provided written informed consent for the study, 
which was conducted in accordance with the Declaration of 
Helsinki and was approved by a research ethics committee.

Cardiac MR acquisition
Cardiac MR images were obtained using a 3  T scanner (3T 
Magnetom Prisma Siemens Medical Solutions, Erlangen, 
Germany) with a 32-channel cardiac coil. Sequences were 
obtained for the quantification of ventricular mass and volumes 
and aortic flow both before and after contrast administration.

For the ventricular acquisition, a short axis stack was planned 
aligned to the atrioventricular groove. A balanced steady-state 
free precession acquisition was then performed in breath-hold 
from the atrioventricular ring to the apex (Figure  1). Slice 
thickness = 6 mm, interslice gap =  4 mm, time to recovery/
time to echo = 47.6/1.49 ms, no. averages = 1, Phases = 25, 
bandwidth per  pixel = 446 Hz, flip angle = 53°, field of view  
(FOV) = 360 × 360 mm2, FOV Phase = 84.4%, matrix = 256 × 256, 
parallel acceleration factor = 2, slice per breath-hold = 1.

For aortic flow acquisition, a “candy-cane” view of the aorta was 
first acquired to allow both slice planning and subsequent inter-
slice distance measurement. Two phase-contrast sequences were 

planned, the first at the level of the right pulmonary artery to be 
perpendicular to the ascending aorta, the second just below the 
level of the diaphragm (Figure 2). The phase-contrast sequence 
(Figure 3) was then acquired in free-breathing with the following 
acquisition parameters: slice thickness = 6 mm, time to recovery/
time to echo = 12/4 ms, no. averages = 1, Phases = 80, velocity 
encoding = 150 cm s–1, bandwidth per pixel = 340 Hz, flip angle = 
15°, FOV = 320 × 320 mm2, matrix = 512 × 512.

After the acquisition of these sequences was completed, 10 ml 
0.5 mmol ml−1 gadoteric acid (Dotarem, Guerbet, France) 
was administered at 1.5 ml s−1 through a cannula in the ante-
cubital fossa followed by a 20 ml saline flush administered  
at 1.5 ml s−1. After 2 min (to avoid the early significant changes in 
arterial enhancement post-contrast administration) the ventric-
ular (Figure  1) and aortic sequences (Figure  3) were repeated 
using the same alignment and acquisition parameters. The cine 
stack was acquired over approximately 5–7 min depending on 
the number of slices required, while the phase contrast sequence 
took approximately 4 min depending on heart rate.

Ventricular analysis
Ventricular analysis was performed as per Society of Cardio-
vascular Magnetic Resonance guidelines.20 All analysis was 
performed using a commercially available software package 
Circle CVI42 (Calgary, Canada).

Three analytical methods for ventricular 
quantification
Manual analysis (MA), semi-automated analysis (SA) and “fully” 
automated analysis (FA). For the purpose of MA, epicardial 
and endocardial contours were drawn around the right and left 
ventricles at end systole and end diastole by a radiologist with 
5 years of cardiac MRI experience. The septum was treated as 
belonging to the left ventricle for LV mass quantification. Papil-
lary muscles and trabeculations were included in the LV cavity 
volume and excluded from the LV mass quantification. SA was 
achieved by manually positioning the cursor over a central region 
within the ventricle in a single slice at end-diastole, thereafter, the 
signal intensity thresholding tool was used to grow an endocar-
dial contour towards the edge until the entirety of the ventricular 
cavity was encompassed. Subsequently, the software generated 
an automatic epicardial contour. This process was repeated for 
each sequential slice. Manual adjustments were made where 
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Figure 2. Aortic flow and PWV calculation: magnitude and phase images through the aortic arch are demonstrated in panels (a, b) 
respectively from which the ascending and descending aortic flow curves are obtained (f). Abdominal aorta magnitude (c) and 
phase (d) images were used to calculate the abdominal waveform. Panel (e) illustrates method used to derive ∆x between the 
three sites, while Panel (f) demonstrates the flow waveforms at these sites used to calculate ∆t. PWV, pulse wave velocity.

Figure 3. Representation of ascending aorta for calculat-
ing flow and PWV; slices at the level of right pulmonary 
artery acquired (a) pre- and (b) post-administration of con-
trast. PWV, pulse wave velocity.

Figure 4. Right and left ventricular endocardial and epicardial 
contours.

gross discrepancies were evident. For the FA, the mitral plane 
and ventricular apex were defined, after which the ventricular 
cavity was centred in the middle of the image and the automatic 
segmentation tool in circle used to automatically detect and 
draw the endocardial and epicardial contours. No subsequent 
adjustment was made to any contours generated using this tech-
nique. From the contours generated using these three techniques 
(Figure 4), the LV mass (LVM), LV and RV end-diastolic (EDV) 
and ESVs, LV and RV EFs and SV were calculated using the 
Simpson’s stack of discs technique.21

http://birpublications.org/bjr
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Figure 5. Representation of contours within the ascending 
and descending aorta.

Figure 6. Illustration of method for SNR and CNR measure-
ments;  ROIs  are indicated by circles drawn within the ven-
tricular cavity (2 and 4), the myocardium (1 and 3) and outside 
the image (5–6). CNR, contrast-to-noise ratio; ROI, region of 
interest; SNR, signal-to-noise ratio.

Cardiac MR aortic flow acquisition
Aortic flow was calculated using a manual (MA) and semi- 
automatic (SA) technique. For MA, a contour was drawn 
around the aorta and propagated throughout the cardiac 
cycle. Each image was then manually adjusted to ensure accu-
rate contouring of the aorta. For SA analysis, a signal inten-
sity thresholding tool was used to grow a region of interest 
(ROI) to encompass the lumen of the vessel then automatically 
propagated throughout the remainder of the cardiac cycle. 
Only images where the contour included either the superior 
or inferior vena cava, pulmonary artery or other major vessel 
were adjusted. This process was repeated for the ascending, 
descending and abdominal aorta. The ascending aorta contour 
was used for aortic flow calculation (Figure  5). For PWV 
calculation, the transit time technique was used as previously 
described, using the formula22

 PWV = d
∆t

 

where “d” is the difference in distance between the sites of flow 
measurement and “Δt” is the difference between the arrival 
time of the flow waves at the two sites. This was determined 
using the intersection of the baseline flow with a line drawn 
through the data points in the 20–80% portion of the systolic 
upstroke.23 To calculate d, the sagittal-oblique candy-cane 
view of the aorta was used to measure (i) the distance between 
the ascending and descending aorta and (ii) distance from the 
descending to abdominal aorta. Arch PWV was calculated as: 
the time delay between flow waves arriving at the ascending 
and descending thoracic aorta (Δt), and the distance between 
these two points on the candy-cane view (d). To compute the 
aortic PWV, the time delay between the arrival of the flow wave 
within the ascending thoracic aorta and the arrival within the 
abdominal aorta was used in combination with the distance 
between the two (calculated by summing the distance between 
the plane through the ascending and descending aorta, and 

the distance from the descending aorta to the abdominal aorta 
plane).

SNR and CNR measurements24

For ventricular signal-to-noise ratio (SNR) and contrast-to-noise 
ratio (CNR) quantification, four ROIs were drawn within the heart 
(RV cavity, LV cavity, septal wall and lateral wall) and two outside 
of the image area (Figure 6). All SNR and CNR measurements were 
taken at end-diastole. SNR was calculated by dividing the average 
signal from the two ROI within the ventricular cavities by the stan-
dard deviation of ROI outside the heart as follows: [(RV blood pool 
mean + LV blood pool mean)/2] / [(Air 1 SD + Air 2 SD)/2]. CNR 
was calculated as follows: {[(RV blood pool mean + LV blood pool 
mean)/2] – [(lateral wall mean + septal wall mean)/2]}/air SD.25,26 
For the phase contrast SNR, two ROIs were drawn in the ascending 
and descending aorta on the first magnitude image of the stack. 
Two further ROIs were drawn outside the body. SNR was calcu-
lated as: [(ascending aorta + descending aorta)/2] / [(Air 1 SD +Air 
2 SD)/2].

Repeatability and reproducibility
Repeated measurements were made by the same experienced 
observer in 20 participants following a time interval of greater 
than 3 months between the first and second reading. These 20 
were selected randomly from those free from cardiac or respi-
ratory motion artefact on all sequences so as to ensure that any 
differences in repeatability were due to the effects of contrast 
rather than variances in the image quality.27 Quantitative 
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Table 1. LV ventricular analysis: manual, semi-automated and 
fully-automated analysis of LV parameters comparing meas-
urements before and after administration of contrast agent

Technique of 
analysis

Pre-
contrast

Post-
contrast p (<0.05)

Manual

   LVEDV (ml) 130.8 ± 31.0 131.7 ± 29.8 0.54

   LVESV (ml) 54.1 ± 20.1 57.0 ± 17.9 0.04

   LVSV (ml) 76.6 ± 19.6 74.8 ± 18.8 0.17

   LVEF (%) 59.0 ± 9.5 57.0 ± 8.1 0.02

   LVM (g) 105.4 ± 28.6 106.7 ± 25.6 0.38

Semi-automated

   LVEDV (ml) 126.4 ± 31.4a 129.2 ± 31.0a 0.06

   LVESV (ml) 48.3 ± 19.9a 52.6 ± 20.8a <0.001

   LVSV (ml) 78.0 ± 19.7 76.6 ± 18.3 0.15

   LVEF (%) 62.1 ± 9.6a 59.8 ± 9.5a <0.001

   LVM (g) 109.1 ± 27.3a 108.6 ± 26.2 0.69

Fully automated

   LVEDV (ml) 117.2 ± 32.13a 127.41 ± 31.4a <0.001

   LVESV (ml) 62.4 ± 21.8a 69.5 ± 26.1a <0.001

   LVSV (ml) 54.8 ± 18.8a 57.9 ± 17.6a 0.21

   LVEF (%) 46.9 ± 10.9a 45.9 ± 12.4a 0.49

   LVM (g) 110.6 ± 23.8a 105.4 ± 25.2 0.03
aSignificant differences found in software-based volumetric 
analysis when compared with manual analysis (Supplementary 
Material 1,  Supplementary material available online). Student’s t-
test with significance level of <0.05. Pre- and post-contrast refers 
to the absence and presence of contrast agent respectively. LV, left 
ventricular; LVEDV, left ventricular end-diastolic volume; LVESV, left 
ventricular end-systolic volume; LVSV, left ventricular stroke volume; 
LVEF, left ventricular ejection fraction; LVM, left ventricular mass.

differences between measurements 1 (original) and 2 (repeat 
analysis) were analysed using Bland–Altman plots.

Statistical analysis
Continuous data were presented as mean ± SD, while nominal 
data was reported as N (%). Normality of distribution and 
equality of variances were tested. Comparison of pre- and 
post-gadolinium contrast measurements was performed using 
a paired-sample t-test. Correlation of continuous variables was 
performed using a Pearson’s correlation. Bland–Altman plots 
were generated to assess repeatability of the analysis pre- and 
post-contrast administration. A p < 0.05 was considered statis-
tically significant for differences between the measures. All  
statistical analysis was performed using SPSS (IBM SPSS Statis-
tics for Windows, v. 22.0, NY).

ReSultS
From the original 61 participants, 54 completed the imaging 
protocol, with 7 participants lost due to claustrophobia or 
discomfort precluding any scanning, or abandonment of the 
scan acquisition prior to the administration of contrast agent due 
to technical issues.

Left ventricular analysis
Administration of gadolinium contrast agent led to an increased 
SNR (pre:  830 ± 398 vs post: 1028 ± 540, p = 0.003) with no 
significant change in the CNR (pre: 583 ± 302 vs post: 559 ± 346, 
p = 0.54) calculations.

The results from MA found LVESV was significantly higher 
(54 ± 20 vs 57 ± 18 ml, p = 0.039) and LVEF significantly lower 
(59 ± 9  vs  57 ± 8%, p = 0.023) following the administration of 
gadolinium contrast agent (Table  1 for comparison of ventric-
ular volumes pre- and post-administration of contrast). Similar 
results were observed in SA, showing a post gadolinium-contrast 
increase in LVESV (48 ± 20 vs 53 ± 21 ml, p = 0.000) and a reduc-
tion in LVEF (62 ± 10  vs  60 ± 9%, p < 0.001). In comparison, 
the FA, gadolinium contrast produced statistically significant 
differences with a higher LVEDV (117.2 ± 32 vs 127.41 ± 31;  
p < 0.001), and LVESV (62.4 ± 21 vs 69.5 ± 26; p < 0.001), with a 
lower LVM (110.6 ± 23 vs 105.4 ± 25; p = 0.030).

Administration of contrast agent produced no significant differ-
ence in manual RV quantification (Table 2). Conversely, RVEDV 
(124.7 ± 35.6 vs 136.6 ± 38.7, p ≤ 0.001) and RVESV (53.8 ± 21.6 
vs 62.9 ± 25.4, p ≤ 0.001) were noted to increase significantly 
in SA post contrast administration analysis, whereas RVEF was 
significantly reduced (57.4 ± 8.7 vs 54.8 ± 8.4, p = 0.01). Similarly, 
FA analysis with contrast agent showed a rise in RVEDV (140.8 
± 42.3 vs 153.4 ± 50.7, p = 0.01) and RVESV (68.3 ± 32.7 vs 90.9 
± 36.4, p ≤ 0.001) and a decrease in RVEF (51.8 ± 14.4 vs 40.5 ± 
14.7, p ≤ 0.001).

Right  vs  left ventricular stroke volume 
quantification
In absence of contrast agent, SA found a significant difference 
between RVSV and LVSV (mean difference = 7.12 ± 10.57 ml,  
p < 0.001), which disappeared post-administration of gadolinium 

contrast dye (mean difference = 2.87 ± 10.23 ml, p = 0.66). These 
findings were also seen on FA analysis (pre-contrast mean differ-
ence = −17.71 ± 24.64, p < 0.001; post-contrast mean difference 
= −4.71 ± 30.30, p = 0.30). In comparison, RVSV and LVSV were 
in agreement (Table  3) when measured manually both before 
(mean difference = 1.42 ± 7.0, p = 0.18) and following contrast 
administration (mean difference = −0.94 ± 5.61, p = 0.27). SA 
analysis showed significant correlation between RVSV and LVSV 
both pre-contrast (r = 0.86, p ≤ 0.001) and post administra-
tion of contrast agent (r = 0.85, p < 0.001). FA analysis showed 
a moderate correlation between RVSV and LVSV both pre  
(r = 0.55, p < 0.001) and post (r = 0.41, p = 0.005) contrast admin-
istration. No significant differences were observed on MA (pre  
r = 0.94, p < 0.001; post r = 0.96, p < 0.001).

Aortic flow quantification
Gadolinium contrast resulted in a statistically significant increase 
in aortic SNR (pre: 36.6 ± 18.7 vs post: 44.2 ± 22.3, p = 0.001).

Gadolinium contrast administration produced a non-signifi-
cant difference in MA of aortic flow (pre-contrast: 62.3 ± 12.8; 
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Table 2. RV ventricular analysis: manual, semi-automated and 
fully automated analysis of RV parameters comparing meas-
urements before and after administration of contrast agent

Technique of 
analysis

Pre-
contrast

Post-
contrast p (<0.05)

Manual

   RVEDV (ml) 129.4 ± 35.3 130.5 ± 35.2 0.66

   RVESV (ml) 54.3 ± 22.8 54.6 ± 23.3 0.87

   RVSV (ml) 75.2 ± 19.6 75.7 ± 18.7 0.74

   RVEF (%) 58.6 ± 8.5 59.3 ± 10.4 0.60

   RVM (g) 36.9 ± 8.9 35.1 ± 10.8 0.13

Semi-automated

   RVEDV (ml) 124.7 ± 35.6a 136.6 ± 38.7a <0.001

   RVESV (ml) 53.8 ± 21.6 62.9 ± 25.4a <0.001

   RVSV (ml) 70.9 ± 19.6a 73.7 ± 19.3 0.14

   RVEF (%) 57.4 ± 8.7 54.8 ± 8.4a 0.01

Fully automated

   RVEDV (ml) 140.8 ± 42.3a 153.4 ± 50.7a 0.01

   RVESV (ml) 68.3 ± 32.7a 90.9 ± 36.4a <0.001

   RVSV (ml) 72.5 ± 29.4 62.6 ± 32.9a 0.06

   RVEF (%) 51.8 ± 14.4a 40.5 ± 14.7a <0.001
aSignificant differences found in software-based volumetric analysis 
when compared with manual analysis (Supplementary material). 
Student's t-test with significance level of <0.05. Pre- and post-contrast 
refer to the non-contrast images and images acquired following 
contrast administration respectively. RV, right ventricular;  RVEDV, 
right ventricular end-diastolic volume; RVESV, right ventricular end-
systolic volume; RVSV, right ventricular stroke volume; RVEF, right 
ventricular ejection fraction; RVM, right ventricular mass.

Table 3. Evaluation of the effects of contrast agent and technique used (manual, semi-automated and fully-automated) in quanti-
fication of right and left ventricular stroke volume

Technique of analysis LVSV RVSV p (<0.05) ar (p-value)
Manual

   Pre-contrast 76.6 ± 19.6 75.2 ± 19.6 0.18 0.94 (<0.001)

   Post-contrast 74.8 ± 18.8 75.8 ± 18.8 0.27 0.96 (<0.001)

Semi-automated

   Pre-contrast 78.1 ± 19.7 71.0 ± 19.6 <0.001 0.86 (<0.001)

   Post-contrast 76.6 ± 18.3 73.7 ± 19.3 0.07 0.85 (<0.001)

Fully automated

   Pre-contrast 54.8 ± 18.7 72.5 ± 29.4 <0.001 0.55 (<0.001)

   Post-contrast 57.9 ± 17.6 62.6 ± 32.9 0.30 0.41 (0.005)
ar = two-tailed Pearson’s correlation. LVSV, left ventricular stroke volume; RVSV, right ventricular stroke volume.

Table 4. Analysis of the effects of contrast agent and tech-
nique used (manual vs semi-automated) in quantification of 
aortic flow and PWV

Technique of 
analysis

Pre-
contrast

Post-
contrast p (<0.05)

Manual

   Aortic flow (ml) 62.3 ± 12.8 60.7 ± 12.3 0.06

   Arch PWV (ms−1) 7.9 ± 2.0 8.2 ± 2.6 0.61

   Aortic PWV (ms−1) 8.1 ± 2.1 8.9 ± 4.2 0.20

Semi-automated

   Aortic flow (ml) 59.6 ± 12.1a 58.2 ± 11.8a 0.14

   Arch PWV (ms−1) 7.3 ± 1.8a 7.7 ± 2.2 0.21

   Aortic PWV (ms−1) 7.5 ± 1.9a 7.7 ± 1.8a 0.45
aDenotes semi-automatic quantified parameters which were 
significantly different (p ≤ 0.05) in comparison with manual analysis. 
PWV, pulse wave velocity.

post-contrast: 60.7 ± 12.3, p = 0.06), with no difference observed 
in semi-automatic analysis (p = 0.14). There was no significant 
change in aortic PWV using either manual or semi-automatic 
techniques (p > 0.05 for all; Table  4). However, semi-automatic 
technique yielded consistently lower whole aorta PWV than 

MA (manual = 8.1 ± 2.1 m s–1; semi-automatic = 7.5 ± 1.9 m s–1,  
p < 0.001) with similar observation seen post-contrast administra-
tion (manual = 8.9 ± 4.2 m s–1; semi-automatic = 7.7 ± 1.8 m s–1, 
p = 0.03).

In  post-gadolinium contrast administration, there were no 
significant changes in heart rate (pre: –73.6 ± 22.4  vs post: 72.7 
± 20.0 bpm, p = 0.67), systolic blood pressure (pre: –129 ± 20  
vs  post: 129 ± 18 mmHg, p = 0.84) or diastolic blood pressure 
(pre: –74 ± 8  vs post 76 ± 9, p = 0.06).

Reproducibility
Analysis of images post-contrast administration resulted in 
marginally wider limits of agreement for the intraobserver 
reproducibility of LVEF and RVEF, although there remained 
no significant difference between the readings (p > 0.05 for all). 
Figures 7–10 for Bland–Altman plots of left and right ventric-
ular volumes, mass and EF. Aortic flow and PWV showed 
narrower limits of agreement indicating better repeatability on 
the pre-contrast sequences (Figures 11 and 12).
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Figure 7. Bland–Altman plots comparing manual pre-  vs  post-contrast intraobserver reproducibility for left and right ventricles. 
Individual plots comparing original MA with repeat analysis (MAR1). Pre-contrast plots (left column) are paralleled with post-con-
trast (right column) counterpart. *In all subsequent Bland–Altman plots mean difference is represented by the middle line with the 
upper and lower lines representing a ± 2 SD limit. LVEF, left ventricular ejection fraction; LVM, left ventricular mass; MA, manual 
analysis; SD, standard deviation.

DISCuSSIOn
In the current study, we have found that contrast administra-
tion significantly improves SNR in both ventricular volumetric 
and aortic flow studies. Ventricular volumetric studies found no 
change in CNR. Increased post-contrast ventricular SNR resulted 
in significantly altered quantification of ventricular volumes and 
function, with these effects more pronounced using SA and FA 
techniques.

Our finding of an increase in LVESV with a resultant fall in LVEF 
is consistent with previous findings by Matthew et al, who also 
reported higher LVESV values following the delivery of contrast 
agent.19 Matthew et al also reported a decrease in LV mass 
following contrast administration, which we did not observe in 
the current study.19 Similar to our own, this previous study used 
a 3 T magnet, and the image acquisition parameters were broadly 
the same, thus these are unlikely to account for the observed 

differences in the studies. However, Matthew et al included 
papillary muscle and trabeculations where they were in direct 
contact with the myocardium which we took care to exclude 
from LV myocardial mass. Thus, it may be that visualization of 
these small structures is impacted in a greater fashion than the 
larger more regularly shaped ventricular wall by the presence 
of contrast, this is supported by the greatest differences consis-
tently being observed in ESV where differentiation of papillary 
muscles and trabeculations from the adjacent myocardium 
becomes more challenging. Advances in shimming technology 
in the past 5 years are particularly important at 3 T where flow 
and inhomogeneity-related artefacts are more problematic.28 
Thus, the benefits of the improved SNR generated by contrast 
administration may become less pronounced as the underlying 
noise is gradually reduced by advancing imaging techniques and 
may account for the loss of some of the pre and post contrast 
differences between the two studies.
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Figure 8. Bland–Altman plots comparing manual pre-  vs  post-contrast intraobserver reproducibility for left and right ventricular 
SV, EDV and ESV. Individual plots comparing original MA with repeat analysis (MAR1). Pre-contrast plots (left column) are paral-
leled with post-contrast (right column) counterpart. EDV, end-diastolic volume; ESV, end-systolic volume; LVEDV, left ventricu-
lar end-diastolic volume; LVESV, left ventricular end-systolic volume; LVSV, left ventricular stroke volume; MA, manual analysis; 
RVEDV, right ventricular end-diastolic volume; RVESV, right ventricular end-systolic volume; RVSV, right ventricular stroke vol-
ume; SV, systolic volume.

Conversely, Caspar et al purported no differences between pre- 
and post-contrast analysis.17 These incongruous findings may 

be due in part to differences in timing from contrast admin-
istration to commencement of imaging sequencing with the 
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Figure 9. Bland–Altman plots comparing semi-automated pre-  vs  post-contrast intraobserver reproducibility for left and right 
ventricles. Individual plots comparing original SA with repeat analysis (SAR1). Pre-contrast plots (left column) are paralleled with 
post-contrast (right column) counterpart. LVEF, left ventricular ejection fraction; LVM, left ventricular mass; RVEF, right ventricular 
ejection fraction; SA, semi-automated analysis.

previous study acquiring their images immediately following 
the injection of contrast, which would include the early phases 
where there is significant alterations in contrast between 
the arterial, venous and myocardial compartments, while in 
the current study, we waited 2 min to achieve a more steady 
signal state within the myocardial chambers and myocardium. 
Different results may also have resulted from differing tech-
niques in myocardial and blood pool segmentation, however, 
the method for the quantification of the mass and volumes in 
this previous study were not reported, thus comparison on 
this front is not possible. Finally, these differences may alter-
nately be attributed to a discordance in the pharmacokinetics 
between the contrast agent used in the study by Caspar et al 
(gadobutrol) and the current study (gadoteric acid) with the 
former having a much shorter plasma half-life.29

Elsewhere, Krombach et al found contrast agent did not signifi-
cantly alter LV volumes, however this study used a 1.5 T scanner 
where contrast has less effect on tissue relaxation compared with 
3 T.

In addition, the current study is larger and thus better powered 
to detect small between group differences, which may explain the 
apparently conflicting findings. Furthermore, this work included 
three analysis techniques, all of which produce similar post 
contrast outcomes, further validating our current results.

We observed no significant differences in MA of the right 
ventricular volumes or function. LV quantification has received 
more attention than its neighbouring RV, with the effects of 
contrast agent on RV quantification not previously exam-
ined.19 The finding of a lack of significant difference in before 
and after contrast administration studies is reassuring, and adds 
robustness to the comparison of studies regardless of contrast 
administration status. However, this robustness did not hold 
true for a semi-automated technique utilizing a signal intensity 
threshold algorithm, where significant differences were observed 
in RVEDV, RVESV and RVEF. The fact that differences in LV 
and RV SV reduced post-contrast administration and agreement 
with manual RV quantification improved, indicates that the 
increased SNR provided by the administration of the contrast 
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Figure 10. Bland–Altman plots comparing manual pre-  vs  post-contrast intraobserver reproducibility for left and right ventricular 
SV, EDV and ESV. Individual plots comparing original manual analysis (SA) with repeat analysis (SAR1). Pre-contrast plots (left col-
umn) are paralleled with post-contrast (right column) counterpart. EDV, end-diastolic volume; ESV, end-systolic volume; LVEDV, 
left ventricular end-diastolic volume; LVESV, left ventricular end-systolic volume; LVSV, left ventricular stroke volume; RVEDV, right 
ventricular end-diastolic volume; RVESV, right ventricular end-systolic volume; RVSV, right ventricular stroke volume; SV, systolic 
volume.

agent improves the detection of the thin RV wall and the discrim-
ination between cavity and trabeculae.

The analysis of cardiac MR images using a semi-automated 
contour detection protocol is attractive due to reduction in 
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Figure 11. Bland–Altman plots comparing manual pre  vs  post-contrast intraobserver reproducibility for aortic flow and PWV. 
Shown here are plots comparing original manual data (MA1) with repeat analysis (MA2); total aortic flow (a) aortic PWV (b) and 
aortic arch PWV (c). Pre-contrast plots (left column) are paralleled with post contrast (right column) counterpart. PWV, pulse 
wave velocity.

analysis time and the potential for improved inter- and intraob-
server reproducibility.30,31 However, this is not without its 
challenges and limitations with capacity for error both during 
semi-automated detection (software error) and during manual 
adjustments (observer error). Ideally, the combination of soft-
ware detection and manual correction by an observer may 
offer a more reliable and less time-consuming approach.31 This 
notion is supported by Jaspers et al32, who not only reported high 
correlations between manual and semi-automatic ESV, EDV and 
EF, but also found that  the semi-automatic technique provides 
careful distinction between muscular structures and ventricular 
blood pool.

In the current work, we only allowed adjustments for major 
contouring errors such as extension of the contours into adjacent 
non-ventricular structures by the software, but made no adjust-
ments for minor errors such as inclusion/exclusion of trabeculae 
within the cavity. This is of course not the practice in the clinical 
realm where all contours will be closely scrutinized, however, 
was necessary to determine the true effects of contrast agent on 
software ventricular analysis. Allowing greater manual adjust-
ment may have minimized the differences and thus, minimized 

the effects of contrast agent, however such adjustments would 
simply dilute the effects of the contrast on the software, and start 
to replicate the results of a MA, if every minor contour error were 
to be adjusted.

Multiple previous studies have demonstrated both an improved 
SNR, phase-to-noise ratio and velocity-to-noise ratio for 
phase-contrast imaging post-administration of contrast.33–35 
Despite these findings, previous studies have found no signif-
icant difference in absolute flow quantification, a finding in 
contradistinction to our own finding of a slight increase in aortic 
flow post-contrast administration.14 The differences in aortic 
flow quantification, however, were small amounting to only a  
2 ml (2.5%) difference before and after contrast administration. 
Conversely, SA analysis resulted in no such difference. This may 
reflect the difficulties in contouring the aorta during very early 
systole and when flow is slower leading to greater inaccuracy. It 
was noted by the authors that the software appeared to largely 
undersize the aorta during slower flow periods, which may 
make for a more consistent contour delineation allowing for 
measurements robust to small changes in contour visualization 
and detection and background noise. In comparison, PWV was 
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Figure 12. Bland–Altman plots comparing semi-automated pre-  vs  post-contrast intraobserver reproducibility for aortic flow 
and PWV. Shown here are plots comparing original semi-automated data (SA1) with repeat analysis (SA2); total aortic flow (a), 
aortic PWV (b) and aortic arch PWV (c). Pre-contrast plots (left column) are paralleled with post-contrast (right column) coun-
terpart. PWV, pulse wave velocity.

unchanged post-contrast administration, and was not affected by 
the analysis technique used.

In our current study, we found a marked discrepancy between 
EF in manual vs fully  automated quantification irrespective 
of the presence of contrast. Continuing advances in image 
processing and machine learning may advance this field in 
the future, but at present the current results suggest judicious 
review and contour correction is required following the auto-
matic generation of endo and epicardial contours in the left 
and right ventricles.

There are limitations in the current study. There exists a time 
lag between images obtained without contrast and following 
contrast administration, thus the latter may be potentially prone 
to movement artefact due to developing participant discom-
fort. Additionally, the administration of 10  ml contrast agent 
and 20 ml saline could in theory change the measured volumes 
and flow due to change in volaemic status rather than the 
effects of the gadolinium on the generated RF signal. However, 
30 ml is a small volume in healthy adults free from cardiovas-
cular disease, and in fact, approximately matches the expected 

urinary output of 30–75 ml h–1. Secondly, even if this was the 
case, then the changes would still be real, just not by the expected  
mechanism. The dose of contrast agent administered was not weight- 
dependent in this study, which varies from routine clinical prac-
tice where a weight-based dosage is frequently used, however, we 
observed no significant relationship between CNR and weight, 
thus the confounding nature of this is likely limited. The current 
analysis was performed using a single post-processing software 
vendor, thus, further work is required to determine if these 
differences are observed using other software platforms. This is 
particularly pertinent with regards to the semi- and fully auto-
mated techniques, where proprietary software algorithms can 
differ substantially.

COnCluSIOn
Administration of contrast agent significantly alters endocar-
dial contour detection regardless of technique used resulting in 
changes in ventricular quantification. This effect is amplified when 
using SA techniques, thus care must be taken when comparing 
values obtained before and after contrast administration and when 
comparing post-contrast volumes with reference values. PWV 
analysis remained robust to these differences.

http://birpublications.org/bjr


13 of 14 birpublications.org/bjr Br J Radiol;91:20170717

BJRFull paper: “Effects of contrast on CMR ventricular, flow and PWV quantification”

ReFeRenCeS

 1. Kwong RY, Petersen SE, Schulz-Menger J, 
Arai AE, Bingham SE, Chen Y, et al. The 
global cardiovascular magnetic resonance 
registry (GCMR) of the society for 
cardiovascular magnetic resonance (SCMR): 
its goals, rationale, data infrastructure, and 
current developments. J Cardiovasc Magn 
Reson 2017; 19: 23. doi: https:// doi. org/ 10. 
1186/ s12968- 016- 0321-7

 2. Karamitsos TD,  
Francis JM, Myerson S, Selvanayagam JB, 
Neubauer S. The role of cardiovascular 
magnetic resonance imaging in heart failure. 
J Am Coll Cardiol 2009; 54: 1407–24. doi: 
https:// doi. org/ 10. 1016/ j. jacc. 2009. 04. 094

 3. van den Bosch AE, Robbers-Visser D, 
Krenning BJ, McGhie JS, Helbing WA, 
Meijboom FJ, et al. Comparison of real-time 
three-dimensional echocardiography to 
magnetic resonance imaging for assessment 
of left ventricular mass. Am J Cardiol 2006; 
97: 113–7. doi: https:// doi. org/ 10. 1016/ j. 
amjcard. 2005. 07. 114

 4. Grothues F, Smith GC, Moon JC, 
Bellenger NG, Collins P, Klein HU, et al. 
Comparison of interstudy reproducibility 
of cardiovascular magnetic resonance with 
two-dimensional echocardiography in 
normal subjects and in patients with heart 
failure or left ventricular hypertrophy. Am 
J Cardiol 2002; 90: 29–34. doi: https:// doi. 
org/ 10. 1016/ S0002- 9149(02)02381-0

 5. Rajiah P, Tandon A, Greil GF, Abbara S. 
Update on the role of cardiac magnetic 
resonance imaging in congenital heart 
disease. Curr Treat Options Cardiovasc Med 
2017; 19: 2: 2: . doi: https:// doi. org/ 10. 1007/ 
s11936- 017- 0504-z

 6. Mooij CF, de Wit CJ, Graham DA,  
Powell AJ, Geva T. Reproducibility of MRI 
measurements of right ventricular size and 
function in patients with normal and dilated 
ventricles. J Magn Reson Imaging 2008; 28: 
67–73. doi: https:// doi. org/ 10. 1002/ jmri. 
21407

 7. Mazonakis M, Grinias E, Pagonidis K, 
Tziritas G, Damilakis J. Development and 
evaluation of a semiautomatic segmentation 
method for the estimation of LV parameters 
on cine MR images. Phys Med Biol 2010; 55: 
1127–40. doi: https:// doi. org/ 10. 1088/ 0031- 
9155/ 55/ 4/ 015

 8. London GM, Blacher J, Pannier B,  
Guérin AP, Marchais SJ, Safar ME. Arterial 
wave reflections and survival in end-stage 
renal failure. Hypertension 2001; 38: 434–8. 
doi: https:// doi. org/ 10. 1161/ 01. HYP. 38. 3. 434

 9. Safar ME, Levy BI, Struijker-Boudier H. 
Current perspectives on arterial stiffness 
and pulse pressure in hypertension and 
cardiovascular diseases. Circulation 2003; 
107: 2864–9. doi: https:// doi. org/ 10. 1161/ 01. 
CIR. 0000069826. 36125. B4

 10. Maroules CD, Khera A, Ayers C, Goel A, 
Peshock RM, Abbara S, et al. Cardiovascular 
outcome associations among cardiovascular 
magnetic resonance measures of arterial 
stiffness: the Dallas heart study. J Cardiovasc 
Magn Reson 2014; 16: 33. doi: https:// doi. org/ 
10. 1186/ 1532- 429X- 16- 33

 11. Laurent S, Boutouyrie P, Asmar R,  
Gautier I, Laloux B, Guize L, et al. Aortic 
stiffness is an independent predictor of 
all-cause and cardiovascular mortality in 
hypertensive patients. Hypertension 2001; 
37: 1236–41. doi: https:// doi. org/ 10. 1161/ 01. 
HYP. 37. 5. 1236

 12. Laurent S, Cockcroft J, Van Bortel L, 
Boutouyrie P, Giannattasio C, Hayoz D, 
et al. Expert consensus document on arterial 
stiffness: methodological issues and clinical 
applications. Eur Heart J 2006; 27: 2588–605. 
doi: https:// doi. org/ 10. 1093/ eurheartj/ ehl254

 13. Cummings KW, Bhalla S, Javidan- 
Nejad C, Bierhals AJ, Gutierrez FR,  
Woodard PK. A pattern-based approach 
to assessment of delayed enhancement 
in nonischemic cardiomyopathy at MR 
imaging. Radiographics 2009; 29: 89–103. 
doi: https:// doi. org/ 10. 1148/ rg. 291085052

 14. Hedström E, Bloch KM, Bergvall E, 
Ståhlberg F, Arheden H. Effects of 
gadolinium contrast agent on aortic blood 
flow and myocardial strain measurements 
by phase-contrast cardiovascular magnetic 
resonance. J Cardiovasc Magn Reson 2010; 
12: 70. doi: https:// doi. org/ 10. 1186/ 1532- 
429X- 12- 70

 15. Kwon DH, Smedira NG, Rodriguez ER,  
Tan C, Setser R, Thamilarasan M, et al. 
Cardiac magnetic resonance detection 
of myocardial scarring in hypertrophic 
cardiomyopathy: correlation with 
histopathology and prevalence of ventricular 
tachycardia. J Am Coll Cardiol 2009; 54: 
242–9. doi: https:// doi. org/ 10. 1016/ j. jacc. 
2009. 04. 026

 16. Kawel-Boehm N, Maceira A, 
Valsangiacomo-Buechel ER, Vogel-Claussen 
J, Turkbey EB, Williams R, et al. Normal 
values for cardiovascular magnetic resonance 
in adults and children. J Cardiovasc Magn 
Reson 2015; 17: 29. doi: https:// doi. org/ 10. 
1186/ s12968- 015- 0111-7

 17. Caspar T, Schultz A, Schaeffer M, Labani A, 
Jeung MY, Jurgens PT, et al. Left ventricular 

COMPetInG InteReStS
JWM and GH have received research grants from Guerbet.

FunDInG
JRWM is supported by the Welcome Trust through the Scottish 
Translational Medicine and Therapeutics Initiative (Grant no. 
WT 085664) in the form of a Clinical Research Fellowship. The 
study was funded by Guerbet. Neither group had any role in: 
study design, the collection, analysis, and interpretation of data; 
in the writing of the manuscript; nor in the decision to submit 
the manuscript for publication.

FunDInG
JRWM is supported by the Wellcome Trust through the Scot-
tish Translational Medicine and Therapeutics Initiative (Grant 
no. WT 085664) in the form of a Clinical Research Fellowship. 

The study was funded by Guerbet. Neither group had any role in: 
study design, the collection, analysis, and interpretation of data; 
in the writing of the manuscript; nor in the decision to submit 
the manuscript for publication.

ethICS APPROvAl AnD COnSent tO 
PARtICIPAte
All participants provided written informed consent for the 
study which was conducted in accordance with the Decla-
ration of Helsinki and was approved by a research ethics  
committee.

AvAIlABIlIty OF DAtA AnD MAteRIAl
The datasets used and/or analysed during the current study are 
available from the corresponding author on reasonable request.

http://birpublications.org/bjr
https://doi.org/10.1186/s12968-016-0321-7
https://doi.org/10.1186/s12968-016-0321-7
https://doi.org/10.1016/j.jacc.2009.04.094
https://doi.org/10.1016/j.amjcard.2005.07.114
https://doi.org/10.1016/j.amjcard.2005.07.114
https://doi.org/10.1016/S0002-9149(02)02381-0
https://doi.org/10.1016/S0002-9149(02)02381-0
https://doi.org/10.1007/s11936-017-0504-z
https://doi.org/10.1007/s11936-017-0504-z
https://doi.org/10.1002/jmri.21407
https://doi.org/10.1002/jmri.21407
https://doi.org/10.1088/0031-9155/55/4/015
https://doi.org/10.1088/0031-9155/55/4/015
https://doi.org/10.1161/01.HYP.38.3.434
https://doi.org/10.1161/01.CIR.0000069826.36125.B4
https://doi.org/10.1161/01.CIR.0000069826.36125.B4
https://doi.org/10.1186/1532-429X-16-33
https://doi.org/10.1186/1532-429X-16-33
https://doi.org/10.1161/01.HYP.37.5.1236
https://doi.org/10.1161/01.HYP.37.5.1236
https://doi.org/10.1093/eurheartj/ehl254
https://doi.org/10.1148/rg.291085052
https://doi.org/10.1186/1532-429X-12-70
https://doi.org/10.1186/1532-429X-12-70
https://doi.org/10.1016/j.jacc.2009.04.026
https://doi.org/10.1016/j.jacc.2009.04.026
https://doi.org/10.1186/s12968-015-0111-7
https://doi.org/10.1186/s12968-015-0111-7


14 of 14 birpublications.org/bjr Br J Radiol;91:20170717

BJR  Fathi et al

function evaluation on a 3T MR scanner 
with parallel RF transmission technique: 
prospective comparison of cine sequences 
acquired before and after gadolinium 
injection. PLoS One 2016; 11: e0163503. 
doi: https:// doi. org/ 10. 1371/ journal. pone. 
0163503

 18. Krombach GA, Plum T, Koos R,  
Hoffmann R, Altiok E, Krämer NA, et al. 
Functional cardiac MR imaging with true 
fast imaging with steady-state free precession 
before and after intravenous injection of 
contrast medium: comparison of image quality 
and accuracy. Eur Radiol 2011; 21: 702–11. doi: 
https:// doi. org/ 10. 1007/ s00330- 010- 1969-2

 19. Matthew S, Gandy SJ, Nicholas RS,  
Waugh SA, Crowe EA, Lerski RA, et al. 
Quantitative analysis of cardiac left 
ventricular variables obtained by MRI at 3 
T: a pre- and post-contrast comparison. Br J 
Radiol 2012; 85: e343–e347. doi: https:// doi. 
org/ 10. 1259/ bjr/ 62891785

 20. Schulz-Menger J, Bluemke DA,  
Bremerich J, Flamm SD, Fogel MA,  
Friedrich MG, et al. Standardized image 
interpretation and post processing in 
cardiovascular magnetic resonance: society 
for cardiovascular magnetic resonance 
(SCMR) board of trustees task force on 
standardized post processing. J Cardiovasc 
Magn Reson 2013; 15: 35. doi: https:// doi. org/ 
10. 1186/ 1532- 429X- 15- 35

 21. Reiter G, Reiter U, Rienmüller R,  
Gagarina N, Ryabikin A. On the value of 
geometry-based models for left ventricular 
volumetry in magnetic resonance imaging 
and electron beam tomography: a Bland-
Altman analysis. Eur J Radiol 2004; 52: 
110–8. doi: https:// doi. org/ 10. 1016/ j. ejrad. 
2003. 10. 003

 22. Ibrahim el-SH, Johnson KR,  
Miller AB, Shaffer JM, White RD. Measuring 
aortic pulse wave velocity using high-
field cardiovascular magnetic resonance: 
comparison of techniques. J Cardiovasc 
Magn Reson 2010; 12: 26. doi: https:// doi. org/ 
10. 1186/ 1532- 429X- 12- 26

 23. Weir-McCall JR, Kamalasanan A,  
Cassidy DB, Struthers AD, Lipworth BJ, 
Houston JG. Assessment of proximal 
pulmonary arterial stiffness using magnetic 
resonance imaging: effects of technique, age 
and exercise. BMJ Open Respir Res 2016; 
3: e000149. doi: https:// doi. org/ 10. 1136/ 
bmjresp- 2016- 000149

 24. Welvaert M, Rosseel Y. On the definition of 
signal-to-noise ratio and contrast-to-noise 
ratio for FMRI data. PLoS One 2013; 8: 
e77089. doi: https:// doi. org/ 10. 1371/ journal. 
pone. 0077089

 25. Hinton DP, Wald LL, Pitts J, Schmitt F. 
Comparison of cardiac MRI on 1.5 and 3.0 
tesla clinical whole body systems. Invest 
Radiol 2003; 38: 436–42. doi: https:// doi. org/ 
10. 1097/ 01. RLI. 0000067489. 31556. 70

 26. Dietrich O, Raya JG, Reeder SB, Reiser MF, 
Schoenberg SO. Measurement of signal-
to-noise ratios in MR images: influence of 
multichannel coils, parallel imaging, and 
reconstruction filters. J Magn Reson Imaging 
2007; 26: 375–85. doi: https:// doi. org/ 10. 
1002/ jmri. 20969

 27. Klinke V, Muzzarelli S, Lauriers N,  
Locca D, Vincenti G, Monney P, et al. Quality 
assessment of cardiovascular magnetic 
resonance in the setting of the European 
CMR registry: description and validation 
of standardized criteria. J Cardiovasc Magn 
Reson 2013; 15: 55. doi: https:// doi. org/ 10. 
1186/ 1532- 429X- 15- 55

 28. Oshinski JN, Delfino JG, Sharma P,  
Gharib AM, Pettigrew RI. Cardiovascular 
magnetic resonance at 3.0 T: current state of 
the art. J Cardiovasc Magn Reson 2010; 12: 
55. doi: https:// doi. org/ 10. 1186/ 1532- 429X- 
12- 55

 29. Lancelot E. Revisiting the pharmacokinetic 
profiles of gadolinium-based contrast agents: 
differences in long-term biodistribution 
and excretion. Invest Radiol 2016; 51: 
691–700. doi: https:// doi. org/ 10. 1097/ RLI. 
0000000000000280

 30. Sardanelli F, Quarenghi M, Di Leo G, 
Boccaccini L, Schiavi A. Segmentation of 

cardiac cine MR images of left and right 
ventricles: interactive semiautomated 
methods and manual contouring by two 
readers with different education and 
experience. J Magn Reson Imaging 2008; 27: 
785–92. doi: https:// doi. org/ 10. 1002/ jmri. 
21292

 31. van der Geest RJ, Buller VG, Jansen E, 
Lamb HJ, Baur LH, van der Wall EE, 
et al. Comparison between manual and 
semiautomated analysis of left ventricular 
volume parameters from short-axis MR 
images. J Comput Assist Tomogr 1997; 
21: 756–65. doi: https:// doi. org/ 10. 1097/ 
00004728- 199709000- 00019

 32. Jaspers K, Freling HG, van Wijk K,  
Romijn EI, Greuter MJ, Willems TP. 
Improving the reproducibility of MR-
derived left ventricular volume and function 
measurements with a semi-automatic 
threshold-based segmentation algorithm. 
Int J Cardiovasc Imaging 2013; 29: 617–23. 
doi: https:// doi. org/ 10. 1007/ s10554- 012- 
0130-5

 33. Makowski MR, Wiethoff AJ, Ebersberger 
HU, Botnar RM, Razavi R, Schaeffter T, 
et al. 2D phase contrast blood flow velocity 
measurements of the thoracic vasculature: 
comparison of the effect of gadofosveset 
trisodium and gadopentetate dimeglumine. 
Int J Cardiovasc Imaging 2015; 31: 409–16. 
doi: https:// doi. org/ 10. 1007/ s10554- 014- 
0565-y

 34. Klumpp B, Fenchel M, Hoevelborn T,  
Helber U, Scheule A, Claussen C, et al. 
Assessment of myocardial viability using 
delayed enhancement magnetic resonance 
imaging at 3.0 tesla. Invest Radiol 2006; 41: 
661–7. doi: https:// doi. org/ 10. 1097/ 01. rli. 
0000233321. 82194. 09

 35. Saeed M, Van TA, Krug R, Hetts SW,  Wilson 
MW. Cardiac MR imaging: current status 
and future direction. Cardiovasc Diagn Ther 
2015; 5: 290–310. doi: https:// doi. org/ 10. 
3978/ j. issn. 2223- 3652. 2015. 06. 07

http://birpublications.org/bjr
https://doi.org/10.1371/journal.pone.0163503
https://doi.org/10.1371/journal.pone.0163503
https://doi.org/10.1007/s00330-010-1969-2
https://doi.org/10.1259/bjr/62891785
https://doi.org/10.1259/bjr/62891785
https://doi.org/10.1186/1532-429X-15-35
https://doi.org/10.1186/1532-429X-15-35
https://doi.org/10.1016/j.ejrad.2003.10.003
https://doi.org/10.1016/j.ejrad.2003.10.003
https://doi.org/10.1186/1532-429X-12-26
https://doi.org/10.1186/1532-429X-12-26
https://doi.org/10.1136/bmjresp-2016-000149
https://doi.org/10.1136/bmjresp-2016-000149
https://doi.org/10.1371/journal.pone.0077089
https://doi.org/10.1371/journal.pone.0077089
https://doi.org/10.1097/01.RLI.0000067489.31556.70
https://doi.org/10.1097/01.RLI.0000067489.31556.70
https://doi.org/10.1002/jmri.20969
https://doi.org/10.1002/jmri.20969
https://doi.org/10.1186/1532-429X-15-55
https://doi.org/10.1186/1532-429X-15-55
https://doi.org/10.1186/1532-429X-12-55
https://doi.org/10.1186/1532-429X-12-55
https://doi.org/10.1097/RLI.0000000000000280
https://doi.org/10.1097/RLI.0000000000000280
https://doi.org/10.1002/jmri.21292
https://doi.org/10.1002/jmri.21292
https://doi.org/10.1097/00004728-199709000-00019
https://doi.org/10.1097/00004728-199709000-00019
https://doi.org/10.1007/s10554-012-0130-5
https://doi.org/10.1007/s10554-012-0130-5
https://doi.org/10.1007/s10554-014-0565-y
https://doi.org/10.1007/s10554-014-0565-y
https://doi.org/10.1097/01.rli.0000233321.82194.09
https://doi.org/10.1097/01.rli.0000233321.82194.09
https://doi.org/10.3978/j.issn.2223-3652.2015.06.07
https://doi.org/10.3978/j.issn.2223-3652.2015.06.07

