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Comparison of gait kinetics in total and
unicondylar knee replacement surgery

S Miller, A Agarwal, WB Haddon, L Johnston, G Arnold, W Wang, RJ Abboud

Department of Orthopaedics, TORT Centre, Ninewells Hospital, University of Dundee, Dundee, UK

ABSTRACT

INTRODUCTION The aim of this study was to compare kinetical data from gait analysis of patients who have undergone total
and uni-condylar knee replacement.
MATERIALS AND METHODS Thirteen patients with unilateral total knee arthroplasty (TKA) and 13 unicondylar knee arthroplasty
(UKA), were included, all performed by the same surgeon more than one year prior. The Vicon gait analysis system was used.
Statistical power was calculated using SPSS.
RESULTS No significant difference was found in the spatiotemporal parameters of gait and survival years of the knee prosthesis
between the two groups. The UKA group was found to have significantly larger moments than the TKA group in knee adduction
on the operated side and knee flexion moment on the unoperated side during the loading phase. The maximum and minimum
sagittal plane moments of the operated sides in the TKA group were significantly lower than the unoperated side. The difference
was most significant at pre-swing. The maximum and minimum moments on the operated sides in the UKA group were signifi-
cantly lower for the knee flexion and adduction moments when compared with the unoperated side and were most prevalent
during the loading phase.
CONCLUSIONS These results are relevant in terms of prosthesis wear. The TKA knees had smaller magnitude moments than the
UKA knees in the sagittal and coronal planes. This could explain the higher revision rates for UKA. In both groups, the non-
operated knees had significantly larger moments than the operated knees, which implies that after unilateral knee replacement
of either type, the non-operated knee is being put under greater stress.
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Introduction

Knee arthroplasty is a routine orthopaedic procedure. The
most common types of knee arthroplasty in the UK are
total knee arthroplasty (TKA) followed by unicondylar knee
arthroplasty (UKA).1 The main indication is osteoarthritis.
In the knee, this is due to the biomechanical stresses
affecting the articular cartilage and the subchondral bone
of the knee.2

Gait analysis is a technique which has progressed over
the years and has become more readily available for
research and clinical application due to the computer tech-
nology3,4 and new gait analysis equipment. A moment (or
torque) is the rotatory effect of a force. The knee is sub-
jected to many forces and moments during gait and it is
this area which was explored during this study. The
moments around the knee in the sagittal (X) and coronal
(Y) planes were the focus of the study because there is so
far no clear evidence of kinematic and kinetic advantages
of UKA over TKA.5 In this study it is aimed to analyse
patients’ gait who have undergone unilateral TKA and UKA

and to discover the effects of two different types of knee
replacement surgery on patient gait. In addition, the effect
of unilateral knee replacement on the opposite clinically
asymptomatic knee.

Patients and Methods

Participants

Unicondylar knee replacement is offered to those patients
who have intact anterior and posterior cruciate ligaments,
a well-preserved lateral compartment, varus and flexion
deformity of less than 15 degrees each and at least 110
degrees of knee flexion.6 There were 32 patients eligible
for this study, of whom 26 volunteered and were available
for testing; these patients participated in the pilot study.
Thirteen of the available patients had received unilateral
TKA with a LCS® mobile-bearing prosthesis,7 and thirteen
had received unilateral medial UKA with Oxford® partial
knee prosthesis.6 To be included in this study, the patients
were required to be at least one-year postoperative, have
an asymptomatic and clinically normal contralateral knee

Ann R Coll Surg Engl 2018; 100: 267–274 267

KNEE SURGERY

Ann R Coll Surg Engl 2018; 100: 267–274
doi 10.1308/rcsann.2017.0226



and be able to walk independently. Patients were excluded
if their contralateral knee had been replaced or if there
was any impairment of their hip or ankle on either leg.
These criteria were selected to ensure kinetic gait analysis
could be carried out on patients with well-functioning knee
replacements and no external factors affecting their gait.

Equipment

Vicon Nexus Software version 2.2.3 was used and the
kinetic gait analysis data were collected using a combina-
tion of Vicon infra-red cameras and AMTI force platforms.
Thirteen cameras were positioned around the gait labora-
tory to ensure that all markers could be seen throughout
testing and therefore the patients’ gait could be captured
entirely. Twenty retroreflective markers were placed on
the patient’s pelvis and lower limbs. The three-dimensional
coordinates of these markers allowed the joints to be ori-
entated in space and the moments around them calculated.
Two force platforms were situated in the centre of the gait
laboratory so the patient could walk normally from one
end of the laboratory to the other, making contact with the
force platforms as they walked. Three successful steps in
the centre of the force plate were required for each foot.
Other equipment used were: scales to measure body mass,
measuring tape to record height, distance between anterior
superior iliac spines and leg length, calipers to measure
knee width and ankle width, and a goniometer to assess
the range of motion of the operated knee and as part of the
knee score assessment.

Data analysis

SPSS version 22 was used for statistical analysis. The gen-
eral linear model for repeated measurements was used to
compare the variables between operated side and non-
operated side, where the main factor was side and the
between-subject factor was surgery (TKA and UKA).
Considering that some of parameters were not normal dis-
tribution, non-parameter tests (Mann–Whitney or Kruskal–
Wallis) were used to compare the two surgical groups. The
significant level was set at P < 0.05. These groups were
compared for two parameters: knee moments in the X
(sagittal) and Y (coronal) planes. Maximum and minimum
moments were compared for each parameter, together
with the percentage of the stance phase at which they
occurred. The parameters were also compared over seven
events across the gait cycle: foot (heel) strike, initial con-
tact, loading response, midstance, terminal stance, pre-
swing and foot off. These parameters are listed chronologi-
cally and occur at 0, 2, 11, 35, 65, 90 and 100 percent of the
stance phase respectively.

The units of the moments around the joints were in N.
mm/kg. The moments were divided by the mass to make
the data more comparable between the participants. The
direction of the moments is dependent on the numerical
value provided by the Vicon system being positive or nega-
tive. Moments around the knee joints in the X plane repre-
sent: flexion when positive and extension when negative.
Moments around the knee in the Y plane represent: adduc-
tion when positive and abduction when negative.

Ethics

Ethical approval was granted by the Cambridge South
Research Ethics Committee. Caldicott Guardian Approval
was obtained. A written consent in accordance to ethics
committee guidelines was obtained for all participants.

Results

Demographics

The TKA group consisted of nine males and four females
and the UKA group included eight males and five females.
There was no significant difference between the groups in
terms of age, survival years of prosthesis, knee society
score (preoperatively, one year, 2016) and knee society
functional score (preoperatively, one year, 2016; Table 1).
There was also no significant difference between the spa-
tiotemporal parameters of the groups (Table 2). However,
the groups were significantly different in terms of body
mass index (BMI). It has been seen that obesity is not asso-
ciated with increased knee joint torque and power during
level ground walking8 and it has been seen that UKA has a
higher failure rate only with BMI greater than 35.9

TKA compared with UKA

Statistically significant difference was seen in maximum
adduction moments between the operated limbs of the
TKA and UKA groups. Even in the sagittal plane, the maxi-
mum and minimum moments in TKA knees were smaller
than that of UKA knees even though it did not reach the
level of significance (Table 3). Figure 1 presents the mag-
nitude and the direction of the moments around the knee
joint in the sagittal plane. The graph shows a change from
extension moments in the earlier stages of the stance
phase to flexion moments at the loading response and
thereafter. The only significant difference between the TKA

Table 1 Comparison of demographics and clinical
parameters between the unilateral total knee arthroplasty
(TKA) and unicondylar knee arthroplasty (UKA) groups.

Parameter TKA mean UKA mean P-value

Age (years) 65.77 65.15 0.780

Body mass index (kg/m2) 30.38 26.68 0.039a

Survival (mean years) 7.73 6.97 0.595

Knee score (/100):

Preoperatively 37.08 42.15 0.590

1 year postoperatively 88.50 91.08 0.404

2016 88.46 94.62 0.183

Knee function score (/100):

Preoperatively 55.00 64.62 0.301

1 year postoperatively 92.50 94.62 0.850

2016 96.15 94.62 0.711

a significant difference (P < 0.05)
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and UKA groups is on the unoperated side during loading
response when the UKA group had a much higher flexion
moment. In the coronal plane, the significant differences
between the groups on the operated side occurred during
loading response and pre-swing (Fig 2). The UKA groups
had significantly greater adduction moments at both of
these events. On the unoperated side, there was a signifi-
cant difference during initial contact. The TKA group
adduction moment at this time was close to zero whereas
the UKA group was close to 100 N.mm/kg.

TKA: operated side compared with unoperated side

The maximum knee abduction moment was significantly
lower on the operated than the unoperated sides (Table 4).
In the sagittal plane, the only significant difference
between the sides was at pre-swing when the unoperated
knee had a significantly higher flexion moment (Fig 3).
There is also a significant difference in the coronal plane
at loading response. Again, the unoperated side has the
greater moment (Fig 4).

UKA: Operated side compared with unoperated side

The moments of the opeated side are significantly lower for
the knee flexion moments when compared with the unoper-
ated side (Table 4). For the knee, significant differences were

identified in the sagittal plane (Fig 5) at loading response and
in coronal plane (Fig 6) at initial contact (as there was
approximately zero moment on the operated side).

Discussion

The patient groups for each knee replacement were equal
in number (13 patients in each) and statistically similar in
age, survival years of prosthesis, knee society score and
knee society functional score. There was also no signifi-
cant difference between the spatio-temporal parameters of
the groups. This increases the validity of the comparison
as differences in these factors could affect results.

TKA compared with UKA

On the operated side, the results displayed a significant dif-
ference between the TKA and UKA groups for the knee
adduction moment. The UKA group had significantly larger
knee adduction moments during the loading phase. The
muscles around the joints are required to produce large,
equal, opposing moments to stabilise the joints.2 The
results suggest less efficient gait in UKA group, as they are
required to produce larger opposing moments than the
TKA group. Reduction in overall knee adduction moment
has been considered to improve loading on medial com-
partment of the knee.10 Knee adduction moment is related
to the distribution of load within the knee. There is a cor-
relation between knee alignment after surgery and peak
adduction moments during the stance phase of gait. The
peak adduction moments during gait increase in magni-
tude in direct proportion to the amount of varus of the
limb after surgery. The load on the prosthesis significantly
increases if residual varus is greater than four degrees.11

Increased knee adduction moments cause increased loads
on the medial compartment in relation to the lateral
compartment.12

On comparison of the unoperated sides of both groups,
the UKA group was found to have significantly larger
extension and flexion moments than TKA group. This may
be a result of the contralateral side adapting to accommo-
date the altered gait on the operated side. The increased
moments may indicate an overall less efficient gait in the
UKA group.

Table 2 Comparison of spatiotemporal data between the unilateral total knee arthroplasty (TKA) and unicondylar knee arthroplasty
(UKA) groups.

Parameter TKA mean (95% CI) UKA mean (95% CI) P-value

Cadence (steps/minute) 102.190 (98.383–105.997) 105.193 (101.385–109.000) 0.270

Gait speed (metres/second) 1.011 (0.953–1.069) 1.054 (0.996–1.112) 0.307

Stride:

Length (metres) 1.188 (1.142–1.234) 1.200 (1.154–1.245) 0.719

Time (seconds) 1.196 (1.149–1.243) 1.152 (1.105–1.200) 0.197

Step length (metres) 0.600 (0.576–0.623) 0.599 (0.575–0.622) 0.953

Table 3 Comparison of the mean maximum and minimum
moments occurring on the operated side during the stance
phase of the gait cycle between the unilateral total knee
arthroplasty (TKA) and unicondylar knee arthroplasty (UKA)
groups.

Knee moment TKA UKA P-value

X plane (N.mm/kg):

Max 555.598 636.471 0.268

Min –280.140 –353.741 0.084

Y plane (N.mm/kg):

Max 475.947 583.518 0.029a

Min –96.497 –97.718 0.961

a significant difference (P < 0.05)
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The TKA and UKA groups were compared for the six
parameters during the stance phase. This aimed to deter-
mine when the differences between the groups were
occurring and whether a pattern could be identified. It has
been described that cumulative loading of the joint is a
more important factor than peak loading in the progression
of osteoarthritic changes in the knee.13 The results of this
study support these findings. The only significant differ-
ence for the knee in the sagittal plane occurred during the

loading phase on the unoperated side. The UKA group
flexion moment may be higher due to patients favouring
their unoperated limb during loading. This would also
explain the large flexion moment peak at this point. Over-
all, it was seen that both the groups of patients in the
present study had an increasing extension moment initially
in stance phase which by the loading phase changed into
flexion moment and towards the end there was increasing
extension moment again. Increase in extension moment
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Figure 3 Comparison of the moments around the knee in the X plane between the operated and unoperated sides for the TKA group (P-
values displayed in boxes when TKA and UKA are significantly different for that side)

Table 4 Comparison of the mean maximum and minimum moments occurring around the joints on the operated and the unoper-
ated sides in the total knee arthroplasty (TKA) and unicondylar knee arthroplasty (UKA) groups.

Knee moment TKA UKA

Operated Unoperated P-value Operated Unoperated P-value

X plane (N.mm/kg):

Max 555.598 599.923 0.313 636.471 765.185 0.041 a

Min –280.140 –268.257 0.682 –353.741 –375.793 0.593

Y plane (N.mm/kg):

Max 475.947 537.237 0.032a 583.518 694.142 0.044 a

Min –96.497 –86.746 0.522 –97.718 –116.006 0.226

a significant difference (P < 0.05)
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towards the end of stance phase has been considered to
give a better push off which leads to better functioning of
the knee.10

The knee moments in the coronal plane were of interest
due to the risk of wear in the medial compartment. The dif-
ferences between the groups on the operated side occurred
during the loading response and pre-swing. The UKA groups
had significantly greater moments at both of these events. A
link has also been noted between increased adduction
moments and onset and progression of osteoarthritis, a state
of increased wear, particularly in the medial compart-
ment.14,15 Wear in this compartment is a major concern in
knee replacement as it can lead to failure and subsequent
need for revision. An increased adduction moment may
result in increased loads on the medial compartment of the
patients’ operated knee leading to increased wear of the
patients’ medial compartment prosthesis. Knee kinematics
after unicompartmental replacement has been studied in
cadavers.16 Similarly, knee kinetics after unicompartmental
replacement needs to be studied on cadavers to understand
the magnitude of adduction moment beyond which it is det-
rimental to the survival of the prosthesis.

TKA: operated compared with unoperated sides

The maximum adduction moment was higher on the unop-
erated side than the operated side. This is due to successful
knee replacement operation, as described by Baliunas
et al.12 The greater the adduction moment the more the

knee becomes offset, exerting greater load on the medial
compartment. The lower the moment on the operated side,
the more likely the load is to be spread over the whole knee
and not just the medial compartment. This is a positive in
terms of survival rates of the prosthesis. Reduction in knee
adduction moments after TKA on operated side has been
reported.17 Benedetti et al. reported that abnormal muscular
activity at the trunk on the replaced knee side, together with
prolonged tibialis anterior activity during mid stance, led to
this reduction in knee adduction moment.17

Moments across the events of the stance phase assesses
how the joints on the operated side of a patients’ lower
limb in the TKA group are functioning in comparison to
the side which has no pathology in the knee, and to dis-
cover whether the operated side was following the same
moment pattern as the clinically normal side. For the knee
in the sagittal plane, the operated and unoperated sides fol-
lowed a similar pattern, beginning with extension and
changing to flexion between initial contact and mid-stance.
The only significant difference between the sides was
noted at pre-swing, when the un-operated knee had a sig-
nificantly higher flexion moment. Another finding to note
is at initial contact, where the operated side appears to
have a substantially larger extension moment exerted on it
than the unoperated side (although the difference is not
statistically significant). This larger extension moment on
the operated side could be due to the loss of propriocep-
tion, as hypothesised by Simon et al.18 The larger extension
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moment seen on the operated side may be due to the leg
coming into contact with the ground with greater force. This
could be the consequence of a delay in the muscles around
the knee producing an opposing flexion moment. This in
contrast to what Benedetti et al. found in their study.17 This
study found reduced extension moment and prolonged co-
contractions of rectus femoris–hamstrings and gastrotibialis
anterior, together with abnormal muscular activity at the
trunk. As dynamic electromyography was not available, we
were not able to monitor the activity of the knee muscles.
This delay on the operated side, particularly in the TKA
group, may be because more tissue has been removed
affecting the intrinsic mechanisms which signal the produc-
tion of the balancing moment, the end result being a greater
extension moment on the operated side. The knee adduction
moment was significantly larger on unoperated side than
operated side in the coronal plane at loading response.
These findings are similar to those of Alnahdi et al.,19 who
also studied effect of unilateral TKA on the unoperated side.
It can be inferred that after unilateral knee replacement sur-
gery the opposite side is put under greater stress, which
could hasten the progress of osteoarthritis.19

UKA: operated vs un-operated side

The comparison between the operated and unoperated
sides of patients with UKA displayed some significant dif-
ferences in the sagittal plane but none in the coronal
plane. This may indicate the UKA prosthesis had not signif-
icantly offset the joints on the side of operation in the coro-
nal plane as it did not differ from the unoperated knee in
terms of coronal moments. This may be attributed to
greater postoperative varus angulation in the Oxford uni-
compartmental knee replacement.20 The larger sagittal
plane moment on the unoperated side is possibly due to
the patient favouring their unoperated side while walking.

In the sagittal plane at loading response and in the coro-
nal plane at initial contact (as there was approximately
zero moment on the operated side), the unoperated knee
had significantly greater moments. Apart from these two
instances, both sides had no significant difference. The
similar moments across gait between the operated and
normal sides were reported by Deluzio et al. who noted a
return to normal moments postoperatively.21

Limitations of the study

The lack of preoperative data was a major limitation.
Measurement of ground reaction forces would help to cor-
relate the other findings. Using a control group of partici-
pants with normal knees to obtain two-sided ‘normal’ gait
for comparison would support the results of the study.
Finally, a larger scale research project in this area can be
carried out in future.

Conclusions

Despite the comparison being inconclusive in determining
which design provided the closest approximation to ‘nor-
mal’ gait, it did provide useful information regarding the

differences between the individual knee replacements and
‘normal’ gait. This information can be used to improve the
design of the prosthesis and to develop better rehabilitation
programmes, which would lead to better functioning of the
knee. Although parameters differed slightly between the
groups, neither group was consistently more significantly
different from normal. If this study was to be repeated with
a larger sample size and possibly using a cohort of ‘normal’
participants as a control, more consistent differences might
be identified and thus might be able to conclude ‘which is
closer to normal’.
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