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Abstract 

 

Objective  

To develop and evaluate an assessment tool for endourological skills during 

simulation including cystoscopy, ureteroscopy and transurethral resection 

procedures. 

 

Methods 

We designed a Global Assessment of Urological Endoscopic Skills (GAUES) tool 

with a 9-point endourology task-specific skills and 2-point global rating skills. The tool 

was developed through two rounds of the Delphi process. The GAUES tool was 

used to assess acquisition of ureteroscopic and transurethral resection (TUR) skills  

of novices (Year 2 core surgical trainees, CT2) and intermediate level trainees 

(residents at the start of the UK higher surgical training programme in Urology , 

Speciality Trainee Year 3, ST3) at the Urology Simulation Boot camp (USBC) 

between 2016-2018. Validity was evaluated by comparing scores between trainees 

with different levels of urological experience. Interrater reliability was also assessed.   

 

Results 

We evaluated 130 residents, 52% of trainees were at intermediate stage of training 

and 39% were novices. Nine percent of the anonymous forms were missing 

demographics.  The completion rate of the GAUES tool during the USBC for 

ureteroscopy and TUR was 85% and 89% respectively. Our analysis demonstrated a 

significant difference in all domains between intermediates and novices at 

assessment in ureteroscopy, except for one domain more suited to clinical 
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assessment (p=0.226). There was excellent intraclass correlation overall between 

the two experts’ judgements, ICC = .841 (p < .0001, 95% CI: 0.767, 0.893, n=88).  

 

Conclusions 

We have developed a novel assessment tool for cystoscopic, ureteroscopic and 

transurethral resection skills. Overall, we demonstrated good face, content and 

construct validity and excellent reliability, suggesting that the tool can be useful for 

endourological skills assessment.  

 

 

 

Introduction 

Common endourological procedures taught in the simulation setting are cystoscopy, 

ureteroscopy and transurethral resection of the prostate and urinary bladder to 

augment learning in an operating theatre setting [1]. Competency in endourological 

skills is a mandatory requirement of specialist urological training [2]. Assessment of 

competency requires the appraisal of knowledge, skills, attitudes and beliefs in a 

qualitative and / or quantitative manner [3]. Assessment of longitudinal learning 

during simulation and documentation of milestones to achieve competence requires 

validated tools. However, the expansion of simulator technology for endourology is 

far ahead of the development of tools for assessing these acquired skills. 

Assessment of technical skills acquisition is an essential part of training because it 

documents progress, ensures milestones are reached and helps in providing 

constructive feedback. An objective structured assessment of technical skills 

(OSATS) is a renowned tool commonly used to appraise the performance of generic 

technical skills of trainees [4-6]. Studies have proposed that OSATS should be 

complemented with a global rating scale of overall performance and should include a 

procedure-specific checklist [4,7]. Speciality-specific examples include the Global 

Assessment of Gastrointestinal Endoscopy Skills (GAGES; Upper Endoscopy 

(GAGES-UE) and Colonoscopy (GAGES-C)) created to assess simulation training in 

gastrointestinal endoscopy. This tool has been shown in a multicentre trial to be a 

reliable and valid method to measure competence [8]. There is, however, a lack of 

single, simple, multi-procedure validated evaluation tools in endourology to allow for 

objective and reliable assessment of basic or intermediate endourological skills 

A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

during simulation [6]. By designing a validated tool for the assessment of these skills, 

the quality of training, assessment and delivery of these procedures-specific skills 

training may improve.  

The objective of our study was to  

1. develop a simple objective scoring assessment tool applicable to cystoscopy, 

ureteroscopy and transurethral resection procedures during simulation 

training (Global Assessment Urological Endoscopic Skills [GAUES]).  

2. assess the performance of this assessment tool and validate during 

simulation training at the Urology Simulation Bootcamp Course (USBC) [9].  

 

Materials and Methods 

 

This study was developed over three phases; phase 1 - selection and adoption of 

metrics from GAGES suitable for the development of GAUES and endourological 

skills assessment, phase 2 – the Delphi methodology to achieve consensus, and 

phase 3 - validation of GAUES during simulation training at the USBC. Ethical 

approval was sought from the St James’s University Hospital Research and Ethics 

committee. Since patients or patient data were not involved in this study, ethical 

approval was not required. 

 

Phase 1 - Design and development of GAUES 

 

The Society of American Gastrointestinal and Endoscopic Surgeons have developed 

an assessment tool for endoscopic skills. The assessment tool consists of a 10-item 

global rating scale (total score 50) and examines various aspects of the endoscopic 

procedures including introduction of the scope, views, navigation, use of instruments 

and quality of examination [8].  We modelled the GAUES assessment tool based for 

gastrointestinal endoscopy and attempted to include assessment for three common 

urological endoscopic procedures (cystoscopy, transurethral resection and 

ureteroscopy).  

We constructed a list of key nine task-specific steps required to perform basic 

endourological procedures. The vital steps were identified following review of the 

Intercollegiate Surgical Curriculum Programme (ISCP, the U.K. body overseeing the A
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curriculum and assessment of specialty trainees in all surgical specialties) and 

discussion amongst a core group of consultant endourologists recruited by the 

principle investigator for the USBC [9,10]. Each key step and measurement metrics 

noted from these sources were included in the original design of the GAUES 

(Supplementary file, appendix 1).  

 

Phase two - Consensus through Delphi method 

 

A modified two-round Delphi technique was used to obtain expert consensus on 

items to be included in the GAUES tool [11]. Our first draft was tested during our 

local ureteroscopy course in January 2013 and 2014. A non-probability sampling 

technique was used to select the expert panel [12]. Experts were given the initial 

version of the GAUES score and were requested to use the scoring system during 

simulated ureteroscopy training and rate the trainees’ performance. This allowed 

experts to critique the rating scale usefulness in real-time and subsequently make 

changes to the domains with the initial tool.  

A further refinement was evaluated by core members of the USBC faculty in 2015. 

For each step, we asked experts to rate the steps as described by Lefroy et al 

(Supplementary File, appendix 2) [13]. A free text box with each step allowed experts 

to provide written feedback on how to improve the GAUES tool. As described in 

many Delphi studies, we considered 70% agreement (“very relevant and succinct” 

or “relevant but needs minor alterations” responses) or disagreement (the “unable to 

assess relevance” or “Not relevant” responses) for inclusion or exclusion in the 

second round [14,15]. 

For the second round of the Delphi questionnaire in 2016, we addressed the 

comments provided by the experts within the free text column. The revised version 

was evaluated again in the similar fashion described in round one. In addition, on 

this occasion experts were asked to assess the “applicability” of the tool 

(Supplementary file, appendix 3). 

The agreed design of the GAUES tool consists of nine-point endourology-specific 

skills rated on a 5-point descriptive scale, and two-point global rating skills-specific 

on a 4-point scale. We modelled endourology-specific skill steps on the Dreyfus 

model [16] of skill acquisition with “1” representing the novice level, “3” representing A
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the competent level, and “5” representing the expert level of endourological skill 

performance (Table 1). 

a. Scope handling (U-IT1, -IT2, -IT3)  – The first three items evaluate 

introduction of the endoscope and its manipulation. In addition, use of 

irrigation to keep the field clear and patient comfort during flexible cystoscopy 

if assessed in a clinical setting.  

b. Examination quality (U-IT4, -IT5, -IT6) – Item 4-6 reflects attention to the 

important anatomical landmarks, completeness of examination of the mucosal 

surfaces of the organ in question (prostate/bladder/ureter/kidney) and 

interpretation of abnormal findings. 

c. Therapeutic skills (U-IT7, -IT8, IT9) – The final three items evaluates a 

trainees ability to select the correct accessory for the specific examination for 

example correct size laser fibre for stone fragmentation, appropriate biopsy 

forceps for cystoscopy/ureteroscopy, use of diathermy during prostate 

resection, and the ability to perform a complete procedure (either cystoscopy, 

stone fragmentation or prostate resection).  

Phase 3 - Validation of the GAUES  

 

The validity of the GAUES was measured in several ways. Face and content validity 

were used to validate the assessment tool by experts. Basic steps required for these 

skills on the ISCP were used as a basis to develop the tool [10]. The experts focused 

on qualitative issues of face validity (does the content of the tool appear to be 

suitable to its objectives?). Content validity looked at whether the tool seems to be 

suitable to its aims. Construct validity was evaluated by using the GAUES tool to 

assess technical skills during ureteroscopy with two different groups; “Intermediate” 

level trainees were defined as residents at the start of speciality urology training, ST3 

in the U.K. “Novice” level trainees were defined as participants in core surgical 

trainees year two (CT2) and below. Intraclass correlation (ICC) was assessed by 

comparing agreement between two experts’ judgement (one expert trainer and 

expert observer) on the performance of eight trainees during ureteroscopy on 

GAUES.   

 

Training Tasks A
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The structure of the endourological skills training sessions has remained consistent 

throughout the lifetime of the USBC [9]. The ureteroscopy module covers the basics 

of cystoscopy, ureteral stent insertion technique and instrumentation relating to rigid 

and flexible ureteroscopy (different types of ureteroscopes, laser settings, 

guidewires, stents, ureteral catheters, baskets and optics). Scenarios of cystoscopy, 

stent insertion, laser disintegration and stone extraction were performed on synthetic 

models (Cook Medical, Bloomington, Indiana, USA) and virtual reality simulators 

(UroMentor, 3D Systems, USA). Rigid and flexible ureteroscopy exercises were 

completed on both models and participants’ baseline performance at the start of the 

module was rated using the GAUES score. The scoring was repeated during the 

final assessment which followed the training, while performing the same exercises 

on both models.  

The transurethral resection module (Transurethral resection of the prostate [TURP]  

and transurethral resection of bladder tumour [TURBT]) comprised of familiarisation 

with instruments required (and their assembly) for prostate resection, irrigation fluids 

and energy types, description of resection techniques, depiction of anatomical 

landmarks, explanation of surgical complications (TUR syndrome, prostate capsule 

perforation) and methods to avoid, identify and manage complications  arising [17]. 

Participants performed TURBT and TURP on the Samed model (Samed, GmBH, 

Dresden, Germany) and virtual reality simulators (TURP Mentor, 3D Systems, 

USA) and also practiced bladder washout techniques. Unblinded baseline and 

assessment scores were collected for all trainees. Participants were expected to 

perform five ureteroscopic procedures (rigid and flexible) and five transurethral 

resection of prostate procedures, all including basic cystoscopy steps during the 

training session. A subset of trainees at the USBC also performed self-assessment 

using GAUES in ureteroscopy and TURP with an expert assessment held 

concurrently.  

 

Statistical analysis 

 

Data were statistically analysed using IBM SPSS Statistics Version 26. The Mann–

Whitney U test was used to assess differences between novice and intermediate 

level trainees. Paired sample T-test was used to assess mean differences in total A
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itemised skill (“U-IT-1 to “IT-9”) on the ureteroscopy and TURP model before and 

after training. The Wilcoxon signed-rank test was used to assess differences in 

matched assessment scores pre- and post-simulation training, and between trainee 

self-assessment and expert assessment scores. A Bonferroni correction was applied 

to the number of hypotheses corrected (corrected significant p value of 

0.05/9=0.018). Interrater assessment reliability was evaluated using ICC. Guidelines 

for evaluating the level of agreement among scores were >0.80(excellent), 0.60-0.80 

(good), 0.40-0.60 (fair) and <0.40 poor correlation [18]. 

 

 

 

 

Results 

 

The Delphi process  

Eleven experts (five from the TURP module and six from the ureteroscopy module) 

were involved in the first Delphi round (Supplementary file). Experts in the TURP 

module felt that steps U-IT1, U-IT3, U-IT9 were not relevant to resection procedures 

and suggested clarity on the descriptive scale for UT1-8 as explanation for why 

scores of 2 and 4 were not given. Responses from the ureteroscopy module experts 

were very positive. The sub-category U-IT3 was felt to be less useful on a bench-top 

model, however, can be used with “virtual reality” models such as UroMentor which 

offers additional simulation with fluoroscopy. U-IT4 was considered “relevant but 

needs minor alterations” by eight and “very relevant” by three experts due to 

wording. One expert commented that trainees’ awareness of potential risk areas 

(capsule perforation) should be added to the rating score “5” in section U-IT8.  

Seventeen experts were involved in the second round (ten from the ureteroscopy 

module and seven from the TURP module) with the revised version. Agreement as 

to the relevance of the individual steps was >80% apart from U-IT3. There were four 

comments suggesting that the tool would also be useful to assess trainees in an 

operating theatre. Six experts did not respond to U-IT9 and one expert suggested to 

add assessment of awareness of radiation doses. A competency level (1-5), 

modified from the ISCP Global performance score was added to the tool. A final 

assessment tool was developed with a 9-point step-specific and 2-point global skills. 

A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

The scoring system was devised with expert consensus fulfilling the face and content 

validity.  

We also examined the “ease” of application of the assessment tool during the 

simulation training. Nine experts looked at the usefulness and implementation 

aspects of the assessment tool. Eight experts felt that the GAUES tool differentiates 

different steps of endourological skills and is a valuable training assessment tool. 

Seven experts were of the opinion that the GAUES tool covers basic endourological 

skills and all reported its role in quality assessment and improvement. Furthermore, 

all felt that the system can be used to assess cystoscopy, transurethral procedures 

and ureteroscopy (Figure 1).  

 

 

Validation of the GAUES tool 

A total of 130 trainees attended the USBC between 2016-2018. There was missing 

completed GAUES data from four trainees. In total, there was completed data from 

126 trainees (2016 – 33, 2017 – 45, 2018 – 48). Approximately 52% (65/126) of 

trainees* were intermediate and 39% (49/126) were novices. Five trainees were from 

overseas residency programs, and grade of trainee was missing from seven 

participants. The average completed response rate of the GAUES for ureteroscopy 

and TURP was 85% and 89% respectively (Figure 2). 

 

Ureteroscopy - Comparison between baseline and final assessment in ureteroscopy 

showed a significant improvement in the majority of domains (Figure 3, IT1, IT2, IT5, 

IT6, IT7, IT8, IT9, GA1 and Final grade – p<0.001) for all trainees. Our analysis 

demonstrated a significant difference in all domains between intermediate and 

novices at assessment, except for U-IT3 (p=0.226) which reflects an excellent 

construct validity. 

Transurethral resection - A significant improvement was noted in GAUES score for 

TURP performance following training on TURP Mentor and SAMED models in the 

majority of domains (Figure 4: U-IT1, U-IT2, U-IT, U-IT5, U-IT6, overall performance 

– p<0.001). Comparison of intermediate and novice trainees showed a significant 

difference in IT1, IT2, GA2 at baseline, however only in one domain (U-IT7 – 

p=0.007) a significant difference was observed at final assessment. An overall A
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significant improvement in performance was noted for novices and intermediate 

trainees pre- and post-training on both intermediate endourological skills {(TURP – 

Mean difference = 3.5, 95% CI [2,5], p=0.000) (URS – Mean difference = 3.6, 95% 

CI [3,5], p=0.000). 

 

Cystoscopy and stent – The GAUES tool was used to evaluate16 trainees. We did 

not collect any baseline data as most trainees had a reasonable experience of the 

procedure and it would be difficult to show any improvement. The assessment form 

completion rate was 100% (Supplementary file, appendix 4). Excellent compliance 

from the faculty was noted. One expert suggested that the assessment of complex 

stenting may be difficult.  

 

Intraclass Correlation (ICC) 

Intraclass correlation was run to determine if there was agreement between two 

experts’ judgement on the performance of eight trainees during ureteroscopy on 

GAUES. This provided 88 data points and is ample to demonstrate an excellent ICC. 

There was excellent overall agreement between the two experts’ judgements, ICC = 

.841 (p < .0001, 95% CI: 0.767, 0.893, n=88). Weighted kappa test was 0.846 (z = 

7.97, p <.0001). There was no significant difference between trainee self-

assessment and expert assessment on ureteroscopy or TURP (p>0.018).  

 

  

**All UK medical graduates undertake a two-year foundation programme, comprising of Foundation Year one (FY1) and two (FY2), which acts as a 

bridge between undergraduate medical training and core surgical/medical training.  On completion of FY2, trainees undertake a two-year Core Surgical 

Training (CST) post, in which they are expected to pass the Intercollegiate Membership of the Royal College of Surgeons (MRCS) examinations.  On 

completion of CST, trainees undertake Higher Surgical Training (approximately six years; ST3-ST7) in one of the ten surgical specialties.
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Discussion 

In this study we developed and validated a Global Assessment of Urological 

Endoscopic Skills (GAUES) scoring system for assessment of ureteroscopy and 

transurethral resection endourological skills during simulation training. It was felt by 

our cohort of experts that one assessment tool which could be used for a number of 

basic endourological procedures would be preferable to multiple individual tools for 

each different procedure, especially in a simulation environment. Consensus for 

important endourological steps was achieved with two rounds of the Delphi 

questionnaires. We feel that U-IT1 to 9 incorporates assessment of important task-

specific steps for cystoscopy, ureteroscopy and transurethral procedures and the 

“basic endourological” applicability was supported by assessors. The GAUES 

scoring system allows an assessment of fluoroscopic exposure during training with 

VR simulators and this aspect of the tool may be useful in a theatre setting. A 

trainee’s response to the patient’s discomfort during a flexible cystoscopy or 

transurethral resection procedures under spinal (due to missed bladder perforation/ 

excessive fluid absorption) can be evaluated with the U-IT3 category. In addition, 

future VR simulators in urology may have an option similar to the “GI Mentor” to 

assess patient discomfort during simulation [19]. Our study demonstrates good 

content and construct validity by incorporating recognised key steps with a significant 

difference between two levels of trainees with ureteroscopy with excellent interrater 

reliability between two independent trainers. It can be questioned that only a small 

cohort of 8 participants were involved in the reliability assessment. However, our 

number of observations was 88.  As the total number of observations made by each 

subject increases, the minimum sample size required will decrease [20,21]. It must 

be stated that controversy exists in the literature regarding how reliability and validity 

should be measured, and the statistical approaches selected can affect the results 

[22].  

 

A number of methods can be incorporated in the training program to assess 

performance and competence. Assessment of any form is a labour-intensive 

process, especially in evaluation of surgical performance. A number of different 

assessment tools have been described. Most commonly used are Procedure Based 

Assessment (PBA), Direct observation of procedural skills (DOPS) and Objective 

Assessment of Technical Skills (OSATS). PBA essentially encompass a ternary 
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system for assessing trainees’ performance with unassessed (U), development 

required (D) and satisfactory (S) [23]. However, we feel that a numerical scale (5, 7 

or 10-points) offers more freedom and allows a better measure for improvement due 

to the fine differentiation of the ratings. Furthermore, DOPS are non-specific 

procedural based analysis of a trainee’s performance, without any standardisation in 

performing task-specific steps competently. The evidence for validity and reliability of 

DOPS and PBA is limited [24-26].  

Assessment during simulation may include automated simulator matrix, observations 

tools and motion analysis. In addition, case-based discussion and multisource 

feedback can be helpful [27].  In assessing technical skills, OSATS is considered the 

‘gold standard’ [28,29]. There is a lack of simple assessment tools to measure the 

basic endourological training and outcomes in urology [30]. Matsumoto et al used a 

24-point cystoscopic and ureteroscopic procedure-specific scale with a seven-point 

global rating scale to assess ureteroscopy skills [31]. An OSATS for cystoscopic and 

ureteroscopic skills with a two-point scale (correct or incorrect) for technical steps 

has also been proposed [32]. A good internal reliability for the global rating scale 

during cystoscopy and ureteroscopy on a virtual reality simulator and flexible 

cystoscopy on patients by seventeen urology residents has been reported [33]. 

Furthermore, a TURBT-specific 51-item “Test Objective Competency” (TOCO)-

TURBT tool designed to assess technical and non-technical skills reported good 

validity and reliability [34], however, the tool is more suitable for the operating theatre 

environment and a large number of data points may affect compliance amongst 

trainers. More recently, an assessment tool for a set of exercises for cystoscopy and 

ureteroscopy has been validated [35]. The tool is very task and step-specific for a 

particular procedure and generalisation like GAUES would not be possible. The 

GAUES score can be useful both to give formative and summative feedback and in 

competency assessment [36]. We believe our tool allows task-specific and step-

based global measure of endourological skills because of simplicity and applicability 

in multiple procedures during simulation training.  

 

Strengths and Limitations 

We have used the GAUES score routinely during the USBC with an excellent 

acceptance rate. In assessment of simulated ureteroscopy, we have demonstrated 

reliability of ICC = 0.841 which is considered excellent. Our results indicate that the 
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GAUES is a feasible, valid and reliable GAUES assessment tool for basic 

endourological skills during the simulation training. There is an option to describe the 

simulation model details on the GAUES tool as the fidelity of the model can affect the 

trainees score. We feel that our assessment tool can be used to assess trainees’ 

progress in operating theatre settings after further studies.  

There are limitations in this study. First, the lack of repeated assessment of interrater 

reliability. Methodological researchers have recommended the use of repeated 

measurement to reassess agreement [37]. Second, is the absence of assessment of 

ICC during TURP. Third, the evaluation is restricted to the simulation setting and the 

tool has not yet been assessed for training during procedures in an operating 

theatre. Further studies are needed to evaluate applicability, feasibility, acceptability 

and educational impact in the clinical setting. Further guidelines, familiarisation and 

expert training to use the GAUES assessment tool should improve system reliability. 

Another limitation is that we did not assess predictive validity. We think that the 

results of this assessment tool are encouraging and should be evaluated widely for 

replicability and applicability and may be suitable to the clinical setting as well. 

Patient discomfort can be measured with domain U-IT3 and awareness of radiation 

safety can be evaluated with U-IT9 during surgery. In addition, we plan to explore 

usefulness of the tool during percutaneous nephrolithotomy simulation during the 

next boot camp.  

                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              

Conclusions 

Using a modified Delphi technique, we successfully developed a simple novel 

assessment tool (GAUES) that can be used in simulation training. A panel of expert 

endourologists supported the excellent face, content and construct validity of the 

GAUES assessment tool during simulation training with good reliability at the 

Urology Simulation Bootcamp Course (USBC). Its generic framework has allowed it 

to become a useful method of assessment across multiple procedures and has the 

potential to set standards for endourological training during simulation practice in the 

future. We are also optimistic that this generalisability enables investigators to 

measure the effect that simulators and other training methods have on the 

acquisition of endourological skills. 

 

Conflicts of Interest 

A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

None declared. 

 

References 

 

1. Kozan AA, Chan LH, Biyani CS. Current Status of Simulation Training in 

Urology: A Non-Systematic Review. Res Rep Urol. 2020 Mar 17;12:111-128.  

2. GMC. The Curriculum for Urological Training, http://www.gmc-

uk.org/Urology_Curriculum_Final_14_03_08.pdf_30533657.pdf  

3. Satava RM, Gallagher AG, Pellegrini CA. Surgical competence and surgical 

proficiency: definitions, taxonomy, and metrics. J. Am. Coll. Surg. 2003;196, 

933–937. 

4. Martin JA, Regehr G, Reznick R. et al, Objective structured assessment of 

technical skill (OSATS) for surgical residents. Br J Surg. 1997;84:273–278. 

5. Alam M, Nodzenski M, Yoo S, Poon E, Bolotin D. Objective structured 

assessment of technical skills in elliptical excision repair of senior 

dermatology residents: a multirater, blinded study of operating room video 

recordings. JAMA Dermatol. 2014;150:608–612. 

6. Kishore TA, Pedro RN, Monga M, Sweet, RM. Assessment of validity of an 

OSATS for cystoscopic and ureteroscopic cognitive and psychomotor skills. J 

Endourol. 2008;22:2707–271. 

7. Reznick R, Regehr G, MacRae H, Martin J, McCulloch W. Testing technical 

skill via an innovative “bench station” examination. Am J Surg. 1997;173:226-

230. 

8. Vassiliou MC, Kaneva PA, Poulose BK, Dunkin BJ, Marks JM, Sadik R et al. 

Global Assessment of Gastrointestinal Endoscopy Skills (GAGES): a 

validated measurement tool for technical skills in flexible endoscopy. Surg 

Endosc 2010;24:1834-41 

9. Young M, Kailavasan M, Taylor J, Cornford P, Colquhoun A, Rochester M, et 

al. The Success and Evolution of a Urological "Boot Camp" for Newly 

Appointed UK Urology Registrars: Incorporating Simulation, Nontechnical 

Skills and Assessment. J Surg Educ. 2019; 76: 1425-1432. 

10. Programme ISC. Intercollegiate Surgical Cirriculum for Urology Surgery. 

2016. A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

11. Clayton MJ: Delphi: a technique to harness expert opinion for critical 

decision‐making tasks in education. Educational Psychology. 1997, 17:373–

386.  

12. Palinkas LA, Horwitz SM, Green CA, Wisdom JP, Duan N, Hoagwood K. 

Purposeful Sampling for Qualitative Data Collection and Analysis in Mixed 

Method Implementation Research. Adm Policy Ment Health. 2015;42:533-44. 

13. Lefroy J, Thomas A, Harrison C, Williams S, O'Mahony F, Gay S, Kinston R, 

McKinley RK. Development and face validation of strategies for improving 

consultation skills. Adv Health Sci Educ Theory Pract. 2014 Dec;19(5):661-85. 

14. Redsell SA, Lennon M, Hastings AM, Fraser RC. Devising and establishing 

the face and content validity of explicit criteria of consultation competence for 

UK secondary care nurses. Nurse Education Today. 2004;24:180-187. 

15. McKinley RK, Strand J, Gray T, Schuwirth L, Alun-Jones T, Miller H. 

Development of a tool to support holistic generic assessment of clinical 

procedure skills. Medical Education. 2008; 42:619-627. 

16. Batalden P, Leach D, Swing S, Dreyfus H, Dreyfus S. General competencies 

and accreditation in graduate medical education. Health Aff 

(Millwood) 2002;21:103–111. 

17. Kailavasan M, Berridge C, Athanasiadis G, Gkentzis A, Rai B, Jain S, Biyani 

CS, Nabi G. Design, implementation, and evaluation of a novel curriculum to 

teach transurethral resection of the prostate (TURP): a 3-year experience of 

urology simulation bootcamp course. World J Urol. 2020 Feb 10. doi: 

10.1007/s00345-020-03104-3. Online ahead of print.PMID: 32040716 

18. Landis JR, Koch GG. The measurement of observer agreement for 

categorical data. Biometrics, 1977; 33: 159–74. 

19. Triantafyllou K, Lazaridis LD, Dimitriadis GD. Virtual reality simulators for 

gastrointestinal endoscopy training. World Journal of Gastrointestinal 

Endoscopy. 2014;6:6-12. DOI: 10.4253/wjge.v6.i1.6. 

20. Bujanga MA, Baharum N. Review Article A simplified guide to determination of 

sample size requirements for estimating the value of intraclass correlation coefficient: 

a review. Arch Orofac Sci (2017), 12(1): 1-11. 

21. Beard JD, Marriott J, Purdie H, Crossley J. Assessing the surgical skills of trainees in 

the operating theatre: a prospective observational study of the methodology. Health A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

Technology Assessment. [Research Support, Non-U.S. Gov't]. 2011 Jan;15(1):i-xxi, 

1-162. 

22. Gallagher AG, Ritter EM, Satava RM. Fundamental principles of validation, and 

reliability: rigorous science for the assessment of surgical education and training. 

Surg Endosc. 2003 Oct;17(10):1525-9. 

23. Beard J, Bussey M. THE ISCP LEARNING PORTFOLIO. Bulletin of the Royal 

College of Surgeons of England. 2007;89(6):200-2. 

24. Wilkinson JR, Crossley JGM, Wragg A, Mills P, Cowan G, Wade W. 

Implementing workplace-based assessment across the medical specialties in 

the United Kingdom. Medical Education.2008;42(4):364-73. 

25. Morris MC, Gallagher TK, Ridgway PF. Tools used to assess medical 

students competence in procedural skills at the end of a primary medical 

degree: a systematic review. Med Educ Online. 2012;17. 

26. Miller A, Archer J. Impact of workplace based assessment on 

doctors’education and performance: a systematic review. BMJ. 2010;341. 

c5064 

27. Vaidya A, Aydin A, Ridgley J, Raison N, Dasgupta P, Ahmed K. Current 

Status of Technical Skills Assessment Tools in Surgery: A Systematic 

Review. J Surg Res. 2020 Feb;246:342-378. doi: 10.1016/j.jss.2019.09.006. 

Epub 2019 Nov 2.PMID: 31690531 

28. Van Hove PD, Tuijthof GJ, Verdaasdonk EG, Stassen LP, Dankelman J. 

Objective assessment of technical surgical skills. Br J Surg. 2010;97:972-87. 

29. Elkoushy MA, Luz MA, Delisle J, et al. Determinants of performance on the 

Transfer Urologic Surgery (BLUS) Curriculum Administered at Objective 

Structured Clinical Examinations. J Endurol. 2013;27:1148–53.  

30. Rashid P, Gianduzzo TRJ. Urology technical and non‐technical skills 

development: the emerging role of simulation. BJUI, 2016;117 (supll 4): 9-16. 

31. Matsumoto ED, Pace TK, D’Ahoney. Virtual reality ureteroscopy simulator as 

a valid tool for assessing endourological skills. Int Journal of Urology, 

2006;13:896-901.  

32. Argun OB, Chrouser K, Chauhan S, Monga M, Knudsen B, Box GN, et al. 

Multi-Institutional validation of an OSATS for the assessment of cystoscopic 

and uretroscopic skills. J Urol. 2015;194:1098-1106. A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

33. Matsumoto ED, Hamstra SJ, Radomski SB, Cusimano MD. A novel approach 

to endourological training: training at the Surgical Skills Center. J Urol. 

200;166:1261-6. 

34. de Vries AH, Muijtjens AMM, van Genugten HGJ, Hendrikx AJM, Koldewijn 

EL, Schout BMA, van der Vleuten CPM, Wagner C, Tjiam IM, van 

Merriënboer JJG. Development and validation of the TOCO-TURBT tool: a 

summative assessment tool that measures surgical competency in 

transurethral resection of bladder tumour. Surg Endosc. 2018;32:4923-4931. 

35. Veneziano D, Ploumidis A, Proietti S, Tokas T, Kamphuis G, Tripepi G, Van 

Cleynenbreugel B, Gozen A, Breda A, Palou J, Sarica K, Liatsikos E, Ahmed 

K, Somani BK; ESU Training Group. Validation of the endoscopic stone 

treatment step 1 (EST-s1): a novel EAU training and assessment tool for 

basic endoscopic stone treatment skills-a collaborative work by ESU, ESUT 

and EULIS. World J Urol. 2020 ;38:193-205.  

36. Kailavasan M, Hanchanale V, Rajpal S, Morley R, Mcllhenny C, Somani B, 

Nabi G, Gowda R, Jain S, Biyani CS, Myatt A. A Method to Evaluate Trainee 

Progression During Simulation Training at the Urology Simulation Boot Camp 

(USBC) Course. J Surg Educ. 2019;76:215-222. 

37. Bland JM, Altman DG. Measuring agreement in method comparison studies. 

Stat Methods Med Res 199;8:135-160 

A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

Table 1 

 

Global Assessment of Urological Endoscopic Skills 

 

Candidate Grade  

Date  

Session (circle) A.M. P.M. 

Assessor Name  

Model detail  

Skill (tick) Cystoscopy  TUR URS  

 TURP / TURBT  

 

Instructions:  Please read each action and the performance indicators.  Evaluate the 

performance of the trainee for each action according to the 1-5 scale listed, then record the 

corresponding score in the column labelled “score” 

 

  

UROLOGICAL ENDOSCOPY TECHNIQUE 

 

Score 

 

U-IT1 Scope Navigation/Safe Advancement 

1.  Not able to achieve goals despite detailed verbal guidance requiring takeover 

2.  Requires verbal guidance and part assistance to navigate the urinary tract 

3.  Requires verbal guidance to completely navigate the desired part of the urinary tract 

4.  Able to complete the procedure, but not like an expert 

5.  Expertly able to manipulate the scope in the urethra/bladder/ureter autonomously   

and achieve farthest landmark as appropriate 

 

U-IT2 Ability to Keep a Clear Endoscopic Field 

1.  Inability to maintain view despite extensive verbal cues 

2.  Able to maintain some view with regular prompting 

3.  Requires moderate prompting to maintain clear view 

4.  Requires occasional prompting to maintain clear view 

5.  Used irrigation and emptying optimally to maintain clear view of endoscopic field 

 

U-IT3 Monitoring and Management of Patient Discomfort During Procedure 

1.  Not applicable (bench-top model during simulation setting) 

2.  Does not recognise discomfort or requires prompting to act 

3.  Recognises pain, but does not address problems in a timely manner 

4.  Recognises pain, but management not like an expert 

 

Candidate details: 
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5.  Proactive assessment and management of comfort during the procedure 

U-IT4 Landmark Recognition/Familiarity with Instrument 

1.  Generally unable to recognise most landmarks in a model/clinical setting 

2.  Recognises some landmarks but no perception of instruments and pathology 

3.  Recognises some landmarks but generally poor perception of instrument /pathology 

location 

4.  Recognises landmarks with moderate perception of instrument/pathology 

5.  Able to recognise all landmarks and clear idea of instrument/pathology location in  

     relation to landmarks 

 

U-IT5 Quality of Examination/Visualisation Mucosa/Urothelium 

1.  Could not perform a satisfactory examination despite verbal and manual assistance  

     requiring takeover of the procedure 

2.  Could perform a satisfactory examination with lots of verbal and manual assistance 

3.  Able to visualise much of the mucosa but requires direction to re-inspect missed   

     areas 

4.  Good visualisation, but not like an expert 

5.  Good visualisation and spends appropriate time on withdrawal 

 

U-IT6 Pathology Identification/Interpretation 

1.  Poor recognition of abnormalities (misses or cannot identify significant 

pathology) 

2.  Recognises pathology with help but cannot interpret 

3.  Recognises abnormal findings but cannot interpret 

4.  Recognises abnormal findings but interpretation with help 

5.  Competent identification and assessment of abnormalities 

 

U-IT7 Therapeutic Tool/Laser/Access Sheath/Stent Selection 

1.  Not applicable 

2.  Unsure of possible tool/s indicated for pathology 

3.  Able to identify possible appropriate tool choices but not sure which would 

be ideal 

4.  Able to identify tools and settings but with some guidance 

5.  Independently identifies correct tool and settings as applicable 

 

U-IT8 Ability to Perform Therapeutic Manoeuvre  

(TURP/stone fragmentation/TURBT/coagulation of tumour with 

diathermy during flexible cystoscopy) 

1.  Not applicable 

 A
cc

ep
te

d 
A

rt
ic

le



 

This article is protected by copyright. All rights reserved 

Final Assessment 

Level 1 Insufficient evidence observed to support a summary judgement  

Level 2 Unable to perform the procedure, or part, observed or under supervision  

Level 3 Able to perform the procedure, or part, observed or under supervision  

Level 4 Able to perform the procedure with minimum supervision (needed occasional 

help) 

 

Level 5 Competent to perform the procedure unsupervised (could deal with 

complications that arose) 

 

 

2.  Performed with significant hands-on assistance 

3.  Performed with minor hands-on assistance or coaching 

4.  Performed independently with verbal guidance 

5.  Performed independently without coaching and takes necessary precautions 

to avoid complications 

U-IT9 Ability to Use Fluoroscopy 

1.  Not applicable/unsafe 

2.  Below expectation 

3.  Borderline 

4.  Meets expectation 

5.  Above expectation 

 

  

GLOBAL ASSESSMENT 

 

 

Score 

GA-1 Trainee Hands-On Skills are Equivalent to those of a: 

1.  Novice (learning basic scope advancement; requires significant assistance 

and Coaching) 

2.  Intermediate 

3.  Advanced 

4.  Competent to perform routine cystoscopy/ureteroscopy independently 

 

GA-2 Trainee Cognitive Skills (situational awareness (SA)/Abnormality 

Interpretation/Decision Making Skills) are: 

1.  Novice (needs significant prompting, correction or basic instruction by 

trainer) 

2.  Intermediate (needs intermittent coaching or correction by trainer) 

3.  Advanced (trainee has good SA and interpretation/decision making skills) 

4.  Competent to make decision and interpretations independently 
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Figure 1: A bar chart demonstrating responses by experts for each domain on the 

GAUES assessment tool (N=9) “global” applicability.  
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Figure 2 GAUES Scoring compliance by experts for ureteroscopy and transurethral 
procedures 
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Figure 3: GAUES Assessment tool for Ureteroscopy (Box-whisker plot). The largest 
improvement pre and post training was seen in U-IT7, with a median one-point 
increase in performance for trainees. 
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Figure 4: GAUES Assessment tool for TURP (Box-whisker plot).  
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